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ABSTRACT 


The purpose of this study was to implement Spatial Data 
peseem S EByeCom Picture Digitizer and Display on Digitial 
Equipment Corporation's PDP=-11/50 minicomputer using’ the 
real-time operating system RSX-11M. The tasks involved in- 
cluded the following: 

- operating the EyeCom on the RT-ll operating system 
to investigate its image processing capabilities; 

- implementing of Drexel University's software 
conversion package for the RSX-11M operating system; 

- preparing a EyeCom Operator's Manual for RSX~-11M; 

- develoving a Pseudocolor option using the RAMTEK 
mw HOOkmeColor Raster Scan Display. 

With the completion of these tasks, the EyeCom can now 
do the following image processing operations: picture digit- 
ietlon, MWadnmification, averaging, gray-scale reduction, 
contrast enhancement, spatial filtering, shifting, reversal, 
edge enhancement, victure noise reduction, and histogram 


SPrsecilDution. The result of these operations can be 


displayed on the RAMTEK GX-1OOA Color Raster Scan Display. 
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Lo LN GRODUCTION 


In the past decade with the advent of faster and less 
expensive computers capable of processing extremely large 
amounts of data, computer-aided image processing has become 
fame veryday practice. Today, image processing applications 
are used in medical diagnosis, military target detection, 
Surveillance, and remote sensing of the earth and space. For 
example, as recently as March 1979, Voyager I's color photo- 
graphs of Jupiter and its moons demonstrated an instance of 
what image processing can do with only black and white input 
pnotographs. 

The purvose of this study was the implementation of Sva- 
MinimOoacasoyocem's EyeCom Picture Digitizer and Display with 
Meeta meat EQuUIlpment Corporation's PDP~11/50 minicomputer us- 
ing a real-time operating system RSX-11M [5]. Additionally, 
an interface to the RAMTEK GX=-lLOOA Color Raster Scan Display 
was established to display Pseudocolor digitized pictures 
transferred from the EyeCom. 

The EyeCom Picture Digitizer and Display was added_ to 
the PDP-1l system in the NPS Computer Laboratory. This sys- 
tem consisted of two PDP-11/50's and one PDP-11/34 minicom- 
puters, a Macro Arithmetic Processor (MAP-300), and various 
Graphics equipment, one of which was the RAMTEK Color Raster 
Scan Display. Two operating systems, UNIX and RSX-11M, are 


used in the facility, one being assigned permanently to each 


| a~ 








ee the PDP-11/50's. The RAMTEK Color Raster Scan Display 
was supported on the UNIX operating system and the EyeCom 
Picture Digitizer and Display on the RSX-11M operating sys- 
tem. Transfer of data files between the two PDP-11/50's was 
available. 

ide cases involved the following areas: operation of the 
ByeCom using its component RT-11 operating system on a 
PDP-11/50 minicomputer to investigate and evaluate the 
RT-ll's integral image processing software programs; testing 
and implementing a conversion package of the RT-ll image 
Brocessing software to RSX-11M programs; oreparation of a 
usable EyeCom Operator's Manual for the RSX-1LIM operating 
System; and the implementation of Pseudocolor by using the 
meeitee GA-l00A Color Raster Scan Display to output EyeCom 
miegtilzed Dicture data files. 

To complete these tasks, the following areas were con- 
Sidered. The EyeCom had to operate under the available 
Power operating system instead of its original RT-il 
operating system; consequently, this required implementing 
the RSX-11M software image orocessing orogram package 
developed by Drexel University Center for Image Processing 
and Pattern Recognition [4]. A set of general guidelines 
for utilizing the EyeCom image processing system had to de 
established in a Operator Manual format similar to the Spa- 
tial Data System's Manual on Image Processing Programs for 
PDP-11 (10). These guidelines had to be written to instruct 


the beginning user on how to operate the EyeCom equipment, 





how to operate in RSX-11M environment, and how to execute 
the package image obDrocessing programs. To allow for in- 
dependent user image processing operations, a description of 
all programs and subroutines used on the EyeCom System was 
included. 

By uSing the file interface between the RSX-1LIM operat- 
ing system and the UNIX operating system, transfer of a 
fore l IM picture data file on one PDP-11/50 to a UNIX data 
File on the other PDP-11/50 was possible. Once the EyeCom 
Dicture data file was transferred, a UNIX display oregram 
provided the necessary interface to display a Pseudocolor 
representation of the EyeCom's picture on the RAMTEK Color 
Raster Scan Display. 

iemcme Eollowing chapters, information 1s provided on 
the EyeCom's operations, image processing software, Pseu- 
docolor operations, conclusions and recommendations. Ewe 
Appendices consist of the Overator's Manual, Spatial Data 
Byscem s Mardware description of the EyeCom, and the Pseu- 
gieeolor Program. 

Chapter II covers the EyeCom's major operating orinci- 
ples. Pamemevervyiew of the four functional areas of fhe 
EyeCom, the Vidicon television camera; the six displays; the 
four data inputs; and the Interface Controller 1s vobresentecd. 

Chapter III provides a description of the major image 
processing functions and Pseudocolor operations. For each 
of the major functions described, actual EyeCom image oro- 


cessing photographs are presented. Also, a description of 
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Pseudocolor operations, the computer conversion of a sixteen 
gray-level picture into color representation is presented. 

Chapter IV provides the conclusions and recommendations 
meer uture use of the present EyeCom System. Since the pur- 
pose of this study was to operate the EyeCom in a real-time 
environment, all the conclusions and recommendations deal 
with the results and improvements in that area. The addi- 
tion of the Macro Arithmetic Processor (MAP~-300) will defin- 
itely increase the speed of computations in the image opro- 
cessing programs and allow for near real-time operations. 
By uSing a separate PDP-11/34, which is available in the 
Computer Laboratory, the EyeCom would become a separate user 
System. Finally, to provide a self-contained color image 
processing capability for the EyeCom, additional hardware 
attachments were required. These additional attachments are 
@rseussed in Chapter III. 

Appendix A orovides the user with a detailed Operator's 
Manual that covers how to start operations on tne RSX-1iM 
operating system, how to use the image processing programs, 
MOlWWe tO Drecess da picture, a descrivtion of Gach program and 
all subroutines used. Appendix 8B provides Spatial Data 
System's hardware description of the EyeCom Picture Digitiz-— 


Paancmeisolay. Appendix C 1s a RAMTEK Program for Pseu- 


BOcOleor ODerations. 











Pigure i. Tite oBeON eS ro To 


a me | pital (| we 


| COMPUTER ACCESSORIES 
| | 
| 
SCANNER 
a 
DIGITIZER 
/W 
ian 
= aa 


a 


| 
| 
| 
| 
| 
| 
| 
| 


LIGHT 
TABLE 


| 
= ae 








if. bd SY eecom” So 7S 12M 


iaemeveGCom System 1S shown in Figure 1 [8]. A minicon- 
S@eer, a PDP=-11/50, receives input data from the scanner 
(camera) and digitizer. The television camera views the pho- 
tographs or film transparencies illuminated by the Light 
Table. The Picture Display allows the user to observe the 
image being viewed and processed. The Joystick Cursor al- 
mows tme user to "point" to any pixel on the Picture Display 
mommeiimcaireate 1ts position or Goordinates to the computer for 
€uture use. The Keyboard (LA-30 Decwriter) provides for 
general communication between the user and the EyeCom Sys- 
lee). 

ime veGcom Picture Digitizer and Display “provides  obdoith 
meee and output functions for the processing of images or 
Meeciires. sthe EyeCom consists of four Eunctional areas -- a 
Vidicon television camera, six displays, four data inputs, 
a@emcne interzace controller. Additionally, the EyeCom com- 
Demes three Eypes of man-machine computer int¢raction, 1.eCuy, 


Betorial, graphic, and alphanumeric, into a single unit to 


do image processing [9]. 








pee VEDLCON TELEVISION CAMERA 

The television camera provides raw picture data to the 
ByeCom for subsequent digitization and processing. The Vi- 
dicon television camera is a black/white camera with a 25-mm 
£/1.4 lens which has sufficient magnification for most user 


mpeprications f{lil]. 


.. DISPLAYS 

There are six displays used in the EyeCom system. First 
is the Alphanumeric Disolay which outputs 24 lines of 80 
Seadtacters each for operating the image processing vDrograms. 
Becona is the Joystick Cursor Display which may be posi- 
tioned anywhere on the Picture Display screen using the 
Meystick control. Mie wecOOrdinates-of Hite we Joystick) Curser 
are available to the computer under program control and used 
by image processing programs to indicate points on the 
Beesplayed “mages. Third i8 the Graphics Display which is 
used to draw histogram (graphs) and outline particular 
areas. 

Fourth, the Video Display shows the image being scanned 
by the television camera. This is the “input image" to the 
System and is the image that will be subsequently digitized 
and processed. The picture data (video signal) from the 
camera is first passed through the analog circuits that can 


process the picture in real time. The basic analog process- 





ing operations are contrast enhancement, gray-scale thres- 
holding, and logarithmic amolification of the gray-scale. 
The results of the analog processing are immediately visible 
on the Video Display. Thus, the Video Display shows the im- 
age just as it will be digitized. 

Fifth, the Picture Display shows images after they are 
processed by the computer. This display is constantly re- 
freshed from a solid-state random-access memory which can be 
Igaded with digital picture data from the computer. The 
Standard Picture Display presents up to 256 levels of gray 
in a 540x480 matrix, using a refresh memory contained within 
the EyeCom display. 

iWemoexenecdisplay 1s the Digitizer Cursor. The Digitiz= 
er Cursor, a small white dot, is easily distinguished from 
the Joystick Cursor, a small white cross. Rie “-Drgi elgerr 
Cursor indicates the point where the digitizer section of 
mre syecom is digitizing the picture. Picture digitizing is 
memeerapia Ehat this cursor dot appears aS a vertical line as 


Emer aigitization 


e.. DATA INPUTS 
The EyeCom provides four methods of inputting data: ‘es 
Keyboard; (2) High-Resolution Digitizer; (3) Real-Time Digi- 


uae and, (4) Joystick Cursor. Special symbol keys on tne 


EyeCom Keyboard are used in selecting special functions in 








image processing programs and for controlling the displays. 

The High-Resolution Digitizer provides random access to 
any of 640x480 points on the Video picture. These digitized 
points are referred to as picture elements or pixels. The 
gray-level of each pixel is digitized with a resolution of 3 
bits (256 values). The normal sequence starts with the out- 
put of an xX anda Y¥ address to the EyeCom, followed by a 
sample command. Nhen the EyeCom has digitized the gray 
value, an interrupt to the computer is generated and the di- 
gitized value is transferred to the computer memory. Usually 
a large number of pixels are digitized in vertical columns 
femmes ,/20 Der Second. At this speed and using a high per- 
formance computer, like the PDP-11/50, a complete picture is 
digitized in approximately five seconds. 

The Real-Time Digitizer provides digitization of the 
wmaeo picture into 320x240 pixels in 1/60 second. This high 
data rate, over 12 million samples ver second, requires that 
the digitized pixels be stored in the refresh memory of the 
Picture Display. Since the refresh memory stores 4 bits for 
each pixel, the Real-Time Digitizer digitizes each pixel 
into 4 bits or sixteen gray-levels. The digitizing cycle is 
Initiated by command from the computer and takes place on 
the next television scan field. 

The Real-Time Digitizer is used to provide digitization 
Boeanescpeea and low resolution. The High-Resolution Digi- 
tizer provides twice the resolution, four times aS many sSam- 


weesyeeana amuch higher gray~scale resolution. Each digi- 


| 








tizer has its own application. The Real-Time Digitizer is 
used in computer-aided inspection requiring high-speed and 
rapid image analysis. The High-Resolution Digitizer is used 
for image enhancements and more detailed measurements where 
ergleLzZing speed is not critical and high gray-scale resolu- 


mor ts important [9]. 


DF fee acs CONTROLLER 

The digitization and display of images on the EyeCom 
generally requires the transfer of relatively large amounts 
of data at high speed. For example, the High-Resolution Di- 
MipetzeG operates at a nominal data rate of 125,000 baud 
(bits per seconds). To take advantage of this high  sveed 
and to provide the most flexible means of image processing, 
the EyeCom is operated with a digital computer. A standard 


controller interfaces the EyeCom to the Digital Equipment 


Bormporation's PDP-11/50 [9]. 








Figure 2. TELEVISION SCAN PATTERN 
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E. TELEVISION SCANNING OPERATIONS 

The scanning path covering the image area consists of a 
series of straight parallel lines (Figure 2) [9]. The spot 
Meves from left to right across each line at a constant 
speed and then returns to traverse the next line. The spot 
Reeurns back to the top upon completion of the bottom line. 
During the horizontal and vertical retrace periods, the ex- 
Bloring and reproducing spots are disabled or blanked so 
Eaae tne Simage itself is scanned only during the forward, 
Piao arai: Motlon of the spots. 

Mmeoraer EG reduce Elicker in the reproduced picture, 
the scanning lines are interlaced. That is, instead of mov- 
mace across the horizontal lines in the sequence 
ieee, S,4,-.-.-., the spot first covers the even-numbered lines 
mip, 4,63. ,478) and then the odd-numbered lines 
mies, op ee 79). The scanning beam completes two interlaced 
Scanning patterns (fields) to cover the entire image or 
frame. ween tleld” takes 1/50 second to complete; conse- 
quently, the entire image is scanned 30 times a second. 

The scanning spot requires 23 horizontal line periods to 
Boeedee trom the bottom to the top of the picture after the 


first field and 22 horizontal line periods to retrace the 


Become Eleid-< Thus, the scan is repeated after a total of 
525 lines (480423422) as in standard U.S. broadcast televi- 
Slon systems. Since each frame repeats 30 times per second, 


525 horizontal lines are sampled 15,750 times per second, or 


a line every 63.5 microseconds. The spot moves across the 








image in 51.2 microseconds and takes 12.3 microseconds to 
retrace from right to left. The tyeCom samples 540 points 
across the image. Thus, the finest structure that can be 
represented by the digital data is 640 alternate bright and 


dark samples [9]. 


an BrecruReSelLGITIZATION 

Piestoralwdata obtained From the television scanning of a 
DHOtograph or a negative illuminated by the Light Table, is 
digitized as follows. The PDP-11/50 minicomputer under’ the 
image processing program "MOVE" first loads the X-register 
emigre -regqister with the pixel location “es we. GigreEvzed- 
When the scanning spot of the Vidicon television camera 
reaches that pixel's X-Y coordinate location on the’ screen, 
Si@esDlxel is digitized into an 8-bit gray-level value. 
[imeomimtensity or brightness value is then stored in the Z- 
register where it can be accessed later. Subsequent dixels 
can be digitized by repeating the above sequence with di£- 
ferent X-Y addresses. A detailed hardware explanation of 
HNowea picture 1s digitized can be found in Appendix B. 

The digitized EyeCom picture is not a continuous bdicture 
meecmmmomeceyoical black and white photograph. Instead, it is 
composed of a number of discrete elements (pixels) each with 
a unique gray-level (brightness) assigned to it. Because 


system resolution requires the reproduction of images with a 


ri, 


visual quality that is comparable to the continuous-tone 
originals, a large number of picture elements (pixels) are 
needed to give the appearance ef Spatial continurey, con 
mimueus depth, and contrast [8]. 

The pixel represents the basic element of picture reso- 
hire Lon. Eaem Olcture 18 Composed Of 307,200 Unique pixels, 
divided into an array of 540 columns and 480 rows, stored in 
40 memory blocks of 512 bytes each. Each pixel is then as- 
Signed a value based on the average level of gray contained 
in that small portion of the picture it encompasses. The 
gray scale, or Z-value, of each pixels ranges from 9 to 255, 
where 0O is black and 255 is white. Thus, all Z-values are 


available to the computer along with each pixel's X and WY 


position coordinates [8]. 





ied .. [MAGE PROCESSING 


Image processing combines computer applications with 
modern image scanning techniques to perform various forms of 
image enhancement, pattern recognition, and object measure- 
ments. These operations are then applied to photographic or 
image format data [(8]. 

Image processing consist of the operations of processing 
Gea, Manipulation of this data by means of computer apoli- 
Senenmana producing information out to the user for in- 
terpretation. The technology of image processing is based 
on the fundamental principles which may be similiar to those 
used by the human being in visual recognition. The human 
heing uses 41s eyes and brain as the basic tools for visual 
mocogni tion. The eyes receive the initial data in the form 
@emvisval light. Upon receipt of this stimuli, the brain 
begins its mission of vdrocessing the data received by the 
Byes. (ine met result is for the brain to interpret the in- 
put of the visual light and output an image to the observer. 
The observer or user can then proceed to act on this’ image 
or information perceived. 


Image processing has automated this sequence of visual 


recognition for the user. The system has a television can- 
era as the eyes of the system. The brain is a high’ speed 
Sueicame computer. The system then behaves as the human Dde- 


ing may in visual recognition. The system can see the image 


aA 


through the television camera. The programming capabilities 
of the computer act as the interpreter for the brain. The 
computer can then manipulate the images received in a number 
of ways that will lead to the extraction of the desired in- 
formation. 

In general, the two primary end results of the system 
Bei ties are broken into one of two segments. The first 
segment consists of an enhanced reconstruction of the origi- 
nal image. The second segment is a numeric or grabdhic re- 
mermr whieh relates specific information from the image. 


Enhancement involves the sequence of: 
PMeGe ON ... PROCESS ... NEW IMAGE ‘OUT 


The numeric or graphic report is viewed in a similiar 


manner: 
IMAGE IN ... PROCESS ... NUMBERS OR GRAPHS OUT 


Beta@mecmmener ase, it 1s the extraction of useful infomma- 
tion from a raw image data segment in a real-time situation. 
The information contained in the Image Processing Func- 


tions section were referenced from Spatial Data System's 


Computer Eye Handbook of Image Processing [3]. 





A. EPMAGE PROGESSING FUNCTIONS 

Any image processing system must be user oriented where 
the user is not over-burdened by data handling problems and 
complex mathematical developments. Flexibility of a image 
processing system is necessary for the user so that it does 
ieee detract trom the operational goal of picture processing 
fom the user. TAPSwitex1lOWieey of the digital methoe in 
image processing makes a wide variety of linear and non- 
linear orocesses possible. The following is a list of pos- 
Sible uses of a system: picture generation, intensity mani- 
pulation, geometric manipulation, spatial frequency opera- 
tion, multipicture analysis, emphasis of details, picture 
sharpening, image MOodwElcation woLerUnemInNtetemetatlon, re— 
moval of anomalies, and difference detection between odic- 
tures [l]. 

An example of using some of these functions might in- 
volve improving the visibility of features in a photograbhic 
image. The orocess of performing this would begin by read- 
ing the image into direct storage from a tade Droduced ody 
the image scanner. A histogram would show the gravy-leve.i 
G1istr lotion: Contrast enhancement would stretch the con- 
trast for the range of gray-levels which contained most of 
the information. Pe lLOuULrtceEEELAnotOn Nl teeneilque Could be 
HEllizemmemaenerate a digital fEllter=™foer reducing image 
Oley age Somvolution would then carry out the digital filter- 
incmmeadditional descriptive alphanumerics can be added to 


the text. Finally, the image can be written back to tape 


= 


for image displaying. 
This is one general application of image processing. 


Additional applications would include feature recognition by 


contrast manipulation to accentuate density thresholds, and 
convolution filtering to detect lines and edges. Figure 3 
showS a picture that has been digitized and stored in the 
computer memory as 307,200 pixels. Each pixel is represent- 


ed by one of 256 gray-level values. 


Prguige se ORIGINAL DIGITIZED SCENE 
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1. Magnification 

Mae Oaslic princiovle of magnification is to alliew the 
user to more closely examine a specified portion of a pic- 
mire. In image processing this function of magnification 
can be performed by two methods. A zoom lens on the scanner 
portion of the system can be used to optically magnify the 
image. The second method of magnification is done by the 
computer. The software of the system performs the task of 
magnification. Ene weoueine of magnification as done oy the 
Sempucer Consists of taking each pixel in the original pic- 
ture and duplicating this pixel a power of the magnifica- 
tion. If the power of magnification was two, then each pix- 
el would be duplicated four times, a power of two squared 
eee magnification of four would duplicate a pixel 16 


times (4x4). Figure 4 is an example of a€ magnification of 


Beo ama Pigure 5 is a picture of magnification of two. 








Figure 4. MAGNIFICATION OF TWO 
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Figure 5. MAGNIFICATION OF TWO 





Pes Dicture shows a two-time magnificatron of the 


Selginal picture. 








since magnification is adding four times the number 
Wameooxels to the picture, the size of the new sicture as 
compared to the original picture will only be one-fourth as 
large. Only one-fourth of the picture will be seen. From 
Pmmonigimal array of 640x480 pixels, a magnified picture of 
two will effectively reduce the pixel array by a factor of 
Boum tO 320X240. With each additional magnification the e€£- 
mectivye number of pixels will be further reduce. A four- 
times magnification will have a net effect of reducing the 
BeeruGe to 1560x120 pixels, but at four-times the magqnifica- 
Enon . 

Regardless of the number of magnifications performed, 
the original picture resolution is always maintained. All 
Sewcne OFiginal pictorial data is contained in each magni- 
fied version for any image analysis, as corresponding small- 
PremepOrGioONnS Of the -picture is displayed. 

A magnification need not be limited to an even value, 
Mme., eXpanding each pixel three times in both the horizon- 
tal and vertical directions. The computer can also stretch 
Smee Plceure in the vertical or the horizontal direction. An 
example of this would be an expansion of a picture by a fac- 
moeoeetwo in the horizontal direction and a factor of f£our 
Meene VYertical direction or 2x4 expansion. 

Macnee o Shows A Magnification of two in the horigen= 


balbeeatrection and a magnification of four in the vertical 


pBesectelom, OF a Stretching of the picture. 








Figure 5. MAGNIFICATION OF 2x4 
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2. Average Picture 

In averaging of a picture, each element is’ replaced 
by a mathematical average of an array of pixel values. This 
averaged value is then inserted back into the array of vdixel 
values. This will give the average value of gray values in 
a picture. Averaging is uSed to reduce random variation 
Bausead by the grain in the film, the texture of objects, or 
by scintillations in fluoroscopic images. Figure 7 demon- 
Strates how averaging 1S calculated for a 2x2 array. 

This operation of averaging of pixels can be oder- 
formed with pixel arrays arranged in a square or rectangular 
Shapes with any number of pixels on a side. In general, the 
smaller the array of pixels, the lower the amount of loss of 
Paecture resolution. Ina picture that is averaged with a 
2x2 array, the eye can barely distinguish any difference 
between the original picture and the averaged picture. AS 
mme array of pixels increase progressively €rom 2x2, to 4x4, 
meroxo, and to 16x16, the larger picture elements compose 
eies Entire image, i.e., a total of only 256 (16x15). The 
picture will still give the appearance of the original opic- 
ture if viewed from a distance of approximately 15 feet. At 
the larger distance, the eye tends to blend the block-lixke 
MeanemumGe | together forming a true rendition of the picture. 
Sema mormal distance, only this block-like structure is ob- 
served. The averaged picture still contains sufficient data 


~ 


for the purposes of extracting image information. Figures 


8, 9, 10, and 11 demonstrate this applications. 





Figure 7. AVERAGING 2K2 


BelGiNAL SeiCTURE 
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Figure 8. 2X 2 AVERAGE 





Bogmmenis picture, the eye can barely distinguish any 
difference between the original picture and this 2 X 2 aver- 


age picture. 








Gugure 9. ~4-K 4 AVERAGE 





Mimeesare 9, the picture is beginning to lose some 
Becomuelonys anc approach a block-like structure. The ap- 


pearance of the scene is still visible. 





Pigure 10, 8 X 8 AVERAGE 
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Im this 8 X 8 averaging, the block-like appearance is 


readily seen, as well as a distinct loss in picture resolu- 


elon. 











Figure il, 16 KX 15 AVERAGE 








Mevyiewsor this picture at a normal reading distance 
mrovides little information. If the picture is viewed at 15 


feet, the eye can blend the block-like structure together to 


give the appearance of the original scene. 








Se Reducing Picture Gray Scale 
Each pixel is assigned a gray scale value correspond- 
ing to a brightness scale. The EyeCom system divides the 
gray scale into 256 equal parts. With the 256 shades of 
gray, the reproduced digitized picture appears to the human 
eye aS a continuous picture with gray tones. The reason for 
this is that the human eye cannot resolve small changes in 
the gray tone. 

Each of the 307,200 pixels has a gray value associat- 
ed with it. When the number of gray shades are reduced from 
Poo tO 32eehe VYarlations of gray from ovdixel to pixel is 
much greater than in the original picture. The quality of 
mae PIiCEWG@em ts Barely noticable. With further reductions of 
the number of gray-levels, more changes are noticable. In- 
stead of having continuous shading of gray-levels, specific 
distinct shades of gray appear that are disjoint. There are 
noticable lines that accompany the variations from. one 
gray-level to another. These lines of pixels form lines of 
Bemial Brightness. The lines of equal brightness enable a 
user to compare the brightness levels of different parts of 


aA Picture. Figures 12 and 13 are examples of this scaling 


routine, with a gray scale of 32 and a gray scale of 4. 





Figm@ne 12. 328eRAY LEVELS 





The above figure represents 32 equal parts of a pic- 
ture ona scale from black to white. The variation is much 
greater than the original picture but the eye cannot notice 


the little changes in gray-level change. 











Figure 13. 4 GRAY LEVELS 





This figure shows the distinct lines of brightness as 


represented by the four shades of gray. 





4. Histogram and Object Classification 

A histogram calculates the frequency distribution of 
freay Scale values of a picture. A histogram plot consists 
of two axes. One axis represents the gray scale, ranging 
meeom Values of O to 255 where the 0 value stands for black 
and the value 255 is for white. The second axis represents 
Bae totale =mumber of pixels in the oicture. The curve or 
plot then shows the total distribution of pixels for each 
Shade of gray. 

USnGewedewatstogram plot, the computer Gan recon- 
Struct the picture by using the prominent features from this 
Pireote. (te plot can Se Sroken into )any number 3or& unequal 


jy 


Shades of gray uSing the gray scale from the plot. The 


mesulLEIngwoleture from these classification of gray-level 
values clearly delineates the features presented. Further 
functions can show the percentage of area, measure average 


brightness, or enhance details. 

Figure 14 shows the histogram plot of gray scale along 
Bae horizontal axis, and the number of pixels for eacn gray 
meabewalomg the yertical axis. By using the joYsStick cur- 
sor, individual gray level values can be sampled. Figure 15 


is the result of dividing the gray scale into five unequal 


Bares . 








Figure 14. HISTOGRAM PLOT 





The plot above shows the distribution of pixels rang- 
mice Grom Black to white (left to right). Additional func- 
tions of the histogram program can give specific values of 


this plot and sample any individual pixel on the voicture for 


specific gray-level values. 








. 





Buguree 15.5 FIVE CLASSIFIED LEVELS 





hecoeoleture is a result of bouilding a partition 
table from selecting specific areas of the histogram plot 
and dividing the picture into five unequal parts to produce 


a new picture. 














5. Contrast Enhancement 

The operation of contrast enhancement enhances’ the 
differences in the gray tones of a photograph by determining 
the difference of brightness between adjacent parts. In a 
high contrast picture, the human eye is sensitive enough to 
be able to see the picture more readily. The concept of 
contrast, where the picture is determined by the magnitude 
of brightness difference between adjacent parts, can be used 
to render low contrast images more readable and to bring out 
details that appear washed out in ordinary victures. 

The operation of contrast enhancement increases’ the 
contrast of a picture oy expanding the gray scale. An exam- 
ple of a low contrast picture with gray values in a mid- 
range between 50 to 200 is a picture devoid of brignt and 
dark highlights. This picture would give a washed out ap- 
pearance to the observer. The enhancement algorithm expands 
the contrast range from the original span of gray value to a 
new span of gray scale values using a mathematical relation- 
MmeEoee the algorithm consists of Subtracting a constant 
fale from each pixel, in this example 50. The algorithm 
than multiplies each pixel by a factor determined by parame- 
ters, normally a ratio of new gray values to old gray 
Meluwes. A constant is then added which increases the 
Breahtest pixel and the white zone to 255. All pixels in 
Eta migm zone are now displayed as white in the enhancec 
image. im@ioeaives the effect of stretching the gray scale 


meommanselatiyvely narrow range to a full contrast image with 
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the full range of gray values. 

A typical contrast enhanced image will provide for a 
blacker dark area and a whiter light area than in the origi- 
nal picture. This would give a high contrast appearance. 

“mieewmilttplier, the ratio of new gray value range to 
old gray value range, can be increased such that the con- 
trast is also increased. This is accomplish by forcing nore 
pixels into the white zone. The higher the multiplier the 
more of a completely black and white image will result with 
only a few high contrast gray areas. Figures 15 and 17 
represent a contrast enhancement with a factor of two- and 
eight respectively. 

Further contrast enhancement of a picture can result 
in a picture being devoid of gray areas. 8y displaying all 
pixels above a middle value as white, and all pixels’ below 
PHIl1S MiddWesvalue as Slack, the resulting pleture will con- 
pistect Olack and white images and no middle gray values. 

Ineaddition to these functions, contrast enhancement 
may be used to enhance the darker areas of a plcture and, at 
the same time, change the dark areas to white to show the 
@etails of the original dark areas. This is an example of 
reverse contrast enhancement. In each of these operations, 


Remnants detalls of a picture can be focusec on to extract 


Peectite information for future use. 








Figure 16. CONTRAST ENHANCEMENT FACTOR OF TWO 





A contrast enhancement has been applied to the origi- 


Mal picture uSing a factor of two. The black areas have be- 


come darker and the white areas have become lighter. 
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Figure 17. CONTRAST ENHANCEMENT FACTOR OF 
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Usiiiepea factor of eight for this picture, more pixels 


are forced into the white zone giving a more black and white 


appearance than in Figure 16. 
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@ercobatial Filtering 

peel Flttering 1S defined as the number of chaides 
Bee inch in gray scale across the picture. Spatial filter- 
ing 1S a computer operation which allows a picture to be 
Separated into high and low spatial frequency components. A 
low spatial frequency picture or area of a picture would 
consist of an area whose brightness is virtually the same 
level throughout this area. A high spatial frequency area 
would exhibit a varying brightness levels. 

In Spatial filtering, the computer operation allows a 
picture to be separated into high and low spatial frequency 
components. In alow vass filtering operation, the high 
Spatial frequency interfering lines in a picture are elim- 
inated. High pass filtering can be used to enhance picture 
details by removing the low spatial frequency. 

Peciiig@ncg average value is calculated for every pixel 
moeetne picture and then substituted for the original value 
So,obtain a low pass filtered picture. This average can be 
Seeculated using a rectangular or square array of any numbder 
of pixels Surrounding the pixel in ovberation. Figure 18 


Gemonstrates a 3x3 sliding average to produce a filtered 


Breture. 








Pigure 18. SLIDING AVERAGE 3X3 
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The average value of the 9 pixels in the array re- 
places that pixel with the new value calculated. The opera- 
tion then performs the same operation for the next 9 pixels 
to get another new pixel value. This is done for each of 
ene 307,200 pixels. 

This operation will eliminate all high spatial fre- 
quency details, leaving only low spatial frequency areas. 
The high spatial frequency details are those details which 
alternate between light and dark areas, whereas, in the low 
Spatial frequency details the brightness areas are virtually 
the same. A high pass filtered image can be obtained by 
puotcbadeeinaeune low Spatial Erequency picture Erom the ori- 
ginal picture. By doing a contrast enhancement ooeration on 
the high spatial frequency picture, the contrast of the pic- 
ture can be expanded. Details of this new picture are now 
‘miancceommlme cComolination of Spatial £illtering and contrast 
enhancement is an example of combining two operations to 


produce an effective picture. BRQUres. 3, , cand 2 


highlight the use of spatial filtering functions. 











Miciweene. Ot -Paos Fier eR 





imjeweraure is the result of removing the high ‘spatial 


Pewequency details from the picture which were obliterated oy 
Minemailtering. The low spatial frequency areaS are re 


tained. 
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By subtracting the low pass filtered picture from the 
original picture, the resultant image shows the high spatial 


frequency details that were removed in the low pass’ filter- 
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Figure 21. ENHANCED HIGH FREQUENCIES 
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A contrast enhancement has been performed on the high 


pass filtered picture (Figure 20) to enhanced the details. 








7. Reverse and Shift 

Operations as reverse and shift serve as functions 
that are uSed principally as instruments for subsequent, 
more utiltarian operations. These routines allow further 
manipulation of the picture by additional computer opera- 
tions to produce a more visual picture to the user. 

Reversing the gray scale produces a negative image 
whose visual effect places a different emphasis on the pic- 
Mite lmage reversal is a contributory function to the sub- 
Meactlion of one picture from another. This operation can be 
applied to additional image processing applications, such as 
high pass filtering and reducing picture noise. 

Shifting a picture provides additional image  pro- 
cessing functions that can enhance an image. The shifting of 


Pixels up, down, left, or right can provide functional tools 


mor eanalyzing an image, such aS in edge enhancement. 








8. Edge Enhancement 

Edge enhancement is the process of obtaining informa- 
tion from a picture by looking at the edges surrounding an 
object in a picture. With edge enhancement operation, the 
Shapes and details of an object or picture become more visu- 
ally conspicuous and easier to analyze. 

A pictorial edge is simply a sharp change in the 
gray-levels between two or more adjacent pixels, i.e., light 
Ber dark of dark to light. This is what the eye can easily 
detect in an edge enhancement function. The sharn differ- 
ence in adjacent pixels can be in a horizontal or vertical 
Srection as well as in both directions. The horizontal 
edges are formed by a String of pixels in a horizontal 
direction having different values than those pixels either 
above or below them. The same is true for a vertical string 
of pixels when compared with pixels to either the left or 
right. The difference between the two results in the edge 
enhancement. 

The processing of detecting this edge difference con- 
paises. Of Shifting the original picture one pixel element «in 
one direction. The next step is to take the difference 
between pixel values of the original picture and the shifted 
picture. The result of this difference can be one of three. 
A middle gray value is substituted for the pixel if there is 
no difference between the two pixel values. A darker value 
is substituted if there exists a negative difference, and a 


lighter value is obtained if a positive difference results. 
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The total result produced is a white line for a transtition 
Mmeraigmt Co dark, a Dlack line for a change of dark to 
light, and an overall image consisting of a gray background. 
The black and white lines will be Surrounding the edges of 
all the objects. 

To get an enhancement Dicture in both horizontal and 
vertical direction at the same time, it is necessary to 
Pri law peels in Oth directions Sy one pixel, i.e@., up and 
Eee Onemaider or cown and to one side. The difference values 
are then generated along both axes. This gives edges for 
Bice Pleemrenim SOth directions. Figtire 22 is an examodle of 
fing etemsm@iitt routine to obtain an enhanced picture along 
both the horizontal and vertical edges. The picture was 
Pte tedmmmoocl Glrectlons by one plxel. 

Additional operations can oe performed = on this 
enhanced image. Normally, a contrast enhancement will be 
me wereameor draw Out the contrast range. This will result 
in having all the edges and details show more prominently as 
black and white lines against a monotone gray background. 


Micibee 25 1S the result of performing a contrast enhancement 


Smee eigiure 22. 
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Moise plcture 1s the result of shifting pixels up and 
Bomweene left, and then subtracting this result from the ori- 


ginal picture. The outline of the edges of the picture can 


be seen here. 
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pee xtracting VYertical or Horizontal Information 

iiemexttGacting Of JUSE Vertical or horizontal infor- 
mation iS a spin-off from edge enhancement function. For 
this case only one axis is necessary to work on an image for 
ememer vertical or horizontal information. In edge enhance- 
ment, it was necessary to shift a picture in two directions 
to enhance both horizontal and vertical edges and perform 
Enemdtitermence method. When the picture is shifted in only 
one direction and a difference is performed on the image, 
only one axis appears in the enhanced obdicture. The edge 
line along the axis that was shifted will appear and the on- 
posite axis will have that edge line eliminated from the im- 
age. This operation can be very useful when interfering 
lines appear vertically or horizontally on a picture. eK 
ure 24 is an example of extracting information along the 


meaaeleccamedeeeecteton and Figure 25 is a Ppleture with horizon- 


Beak Information. 
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Figure 25. HORIZONTAL INFORMATION 





Por this picture, the pixels were shifted up, with 


Piemeresultsbeing subtracted from the original picture. The 


vertical edges have been eliminated in this pdicture. 
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10. Gradient and Laplacian Method of Edge Enhancement 

A gradient method of edge enhancement image is a 
further refinement of the edge enhancement function where 
only the difference of pixel values was taken into account. 
The gradient method calculates the difference between adja- 
cent horizontal and vertical pixels as was done in the edge 
Pamance- Ment function. These difference pixel values 
represent the rate of change, or the first derivative of 
gray-levels across the picture. The gradient method is then 
calculated as the square root of the sum of the squares of 
vertical and horizontal derivatives. The edges obdtained for 
mmo OOStatlon are Calculated without regard to direction on 
the image as done in the edge enhancement function. The 
resulting image portrays all details as white lines on a 
dark packground. 

The edge enhancement by the Laplacian:'method is = ac- 
complished in a similiar manner. The Laplacian method is 
based on the second order derivative. This is the sum o£ 
the second vartial derivative taken in the vertical and hor- 
izontal direction. The main difference between the gradient 
and Laplacian method is that the Laplacian method emphasizes 
maximum values or peaks within the image. This representa- 
tion iS a more natural way of viewing the image with tne 
eye, with emphasis on the peak values. 


The Laplacian method can be carried further with ad- 


ditional computer operations. If a contrast enhancement is 


performed on the Laplacian image, a black and white binary 








picture is produced. This resulting image shows all edges 
as intensified white lines against a black background. Al- 
so, a higher degree of enhancement can still bring out addi- 
tional details in the image that would not ordinarily be 
seen with just the Laplacian image. 

A second way of producing further details in the im- 
age is with the original picture itself. When the Laplacian 
image is added to the original picture, the resultant image 
has an apparent increase in resolution. The actual picture 
resolution is still 540x480, but the amplified edges from 
the Laplacian method accentuate all objects in such a way as 
to cause the eye to see an increase of the picture. Ths 
increase of the picture is due to the attractiveness of the 
image which the eye sees which would ordinarily be attribdut- 
ed to a greater picture resolution. This example demon- 
Strates the correspondence between the pvhysiological charac- 
teristics of the human eye and the computer operation ver- 
formed on the image. 

Figure 26 shows the result of using the gradient 
method to enhance a picture, and Figure 27 uses the Lapnla- 


q 


aan method. In Figure 28, the original picture has been 


added to the Laplacian picture. 
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Figure 27. ECGE EVASNCEMENT = CAPLACTAN 
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The Laplacian method is used for edge enhancement for 


mars picture. The Laplacian method emphasizes the maximum 


values within the image. Only these peak values are easily 


seen here. 









Eigure 26. ~ LAPLACTIAN Plus ORIGINAL 





Mai searecture 1S Ene result of -adding the Lapnlacian 
Sreorumes to the original Dicture. There is an apparent in- 
crease in picture resolution for this image as compared to 


mie moriginal digitized picture. 








meemReaicing Pictorial Noise 

Noise, whether random or not, can appear in any image 
Or picture as meaningless information concealing the true 
representation of the picture. This noise normally appears 
as spots (snow) in the picture. The types and sources of 
Mais noise can be based on where and how the original image 
was taken, equipment malfunctions, or problems with the 
method of digitization. An example could be the fluorescent 
screen of an x-ray inspection unit. Here the fluorescence 
Maye clucttiate or sparkle such that the digitized picture may 
be buried in snow. 

There are two computer operations that can be used to 
mmeaviate the problem of noise. Spatial filtering can pro- 
vide one effective way of noise filtering. In a low pass 
Mm@ltering operation of spatial filtering, the high spatial 
Frequency interfering lines of a picture are reduced. Tas 
Can be used on a noisy vdicture to reduce the high spatial 
frequency snow-like interference. In this operation a loss 
mumicture resolution will result in the high spatial fre- 
quency components which were eliminated by the low pass 
Mil tering. imins operation cam be used when molse 1S not o€ 
eerandom nature. 

The second method takes advantage of the randomness 
of the nature of the noise and at the same time does not sa- 
Ccrifice any resolution of the image. By adding together 


Several digitizations of the same noisy image, the random 


noise can be reduced. The exact value of any pixel is dif- 








ferent with each digitization. This leads to the noise do- 
mia one Of two things, either it adds to the nominal pixel 
meme) Of tt subtracts Erom it during digitization. The 
resulting average of this process over several digitizations 
will run to zero. The noise will be reduced by the square 


moot Of the number of pictures digitized. Figures 29 and 30 


demonstrate this method of noise reduction. 











Figure 29. PICTORIAL NOISE 





This is a picture showing the noise a picture may ac~— 


fies during digitization. 











Figure 30. NOISE REDUCTION By ACCUMULATION 





The noise has been reduces considerably by adding to- 
gether several digitizations of the same noisy pdDicture. The 
averaging of these digitizations has reduced the amount of 


noise present when compared to the noisy picture in Figure 


eo, 








Peeenecdueing Pictorial Data 

Mewes agen 30/,200 Gndividual pixels thateucomprises na 
normal EyeCom picture. For each of these pixels, a shade of 
gray with a value between 0 and 255 exist. Each pixel re- 
quires eight bits of digital data to define the shade of 
gray. This amounts to more than two million bits of data to 
construct a complete EyeCom picture with full resolution. 

With the characteristics of the human eve and the in- 
age, it is not always necessary that a full resolution pic- 
ture exist for depicting objects and features of interest. 
The EyeCom picture allows for a greater picture resolution 
than the unaided human eye can resolve. This is related to 
the number of pixels used as well as the number of gray- 
levels. This makes it possible to reduce the picture reso- 
lution and associated data but still maintain all bictorial 
information that is necessary for image analysis. Reducing 
the number of gray-levels, as well as averaging the picture, 
can be performed without sufficient loss to resolution. 

An averaged picture over an array of 2x2 of pixels 
pmcmea  Geduction of number of gray-levels to 32 instead of 
255 is a total reduction of one-sixth aS many bits as_ the 
original. iistead of requiring two million bits of digital 
Beta, the same picture can be constructed using about 
PiwezOe blts of data with little loss of resolution. Going 
further, an averaging of 4x4 array of pixels and a reduction 


pomelo Gray-levels requires only 76,800 bits of data. At 


this stage, there may be some visual effect to the ovicture 








Miem =ds Slight blurring and loss of fine detail. Continued 
reduction of shades of gray, or further averaging will 
result in smaller data size, but will increase the loss of 
BPeeture resolution. 

In a practical situation, a determination must be 
made in the tradeoff between the tyve and degree of pictori- 
al resolution loss and the amount of data required to handle 
the image by the system. The main advantage besides normal 
computing time and storage is in the transmission time. An 
Original picture of two million bits would take about two 
hours to transmit over ordinary telephone lines, assuming a 
Standard 300 baud rate for the telephone lines. A picture 
that has been reduced by an averaging of 4x4 array of pixels 
and only eight gray-levels can be sent in only three 
Minutes. The amount of tradeoff can result in_- shorter 
transmitting time and smaller storage requirements as 90- 


Bosed to the amount of resolution lost in the picture due to 


the averaging and gray scale reduction. 








iB. PSEUDOCOLOR OPERATIONS 

Eseugdocolor operates .on the principle that each picture 
pixel haS asSociated with it a unique brightness value or 
gray-level value. In normal operations, the EyeCom digi- 
mezes a image into a picture file containing 307,200 pixels, 
each with a gray-level value in the range of O (black) to 
moo (white). By uSing the Image Processing programs for 
reducing the gray scale, the EyeCom reduces the gray-level 
range to any scale. Because the RAMTEK contains four memory 
planes (one memory plane each for red, green, blue, and 
white) and has the capability of loading a color lookup 
table with sixteen colors, the maximum range of pixel gray- 
level value displayed can only be from 0 to 15, or a total 
mero Gray-levels instead of the 254 Fone oe displayed 
by the EyeCom [7]. Pseudocolor takes advantage of the fact 
that each of the 15 gray-levels can be assigned a unique 
Mmelor that is stored in the RAMTEK's Color Lookup Table. 

To use Pseudocolor, a photograph or image is first digi- 
tized by the EyeCom into a 255 gray-level picture, and then 
the gray-level scale is reduced by a factor of sixteen to 
produce a picture with 15 gray levels. The 16 gray-level 
Mmietetre tile is then transferred from R8SX-1L1IM on one 
meet /50 to UNIX on another POP-11/50. Because the picture 
moecel) data is not in the correct format for display by the 
RAMTEK, i.e., EyeCom picture file has two pixels ver word; 
whereas the RAMTEK picture file requires four n»pixels. per 


word, the RSX-l11M opicture file requires packing. The 
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resulting UNIX picture file is then read into the MOS Re- 
fresh Memory of the RAMTEK and displayed on the screen at 
240 lines of 640 pixels each [7]. 

The actual displayed picture (image) is formed on the 
RAMTEK's display screen in the following manner. As each 
pixel is displayed along the scan line, its gray-level value 
is associated with a corresponding color in the RAMTEK's 
Meet Lookup Table. That color is then displayed on the 
Screen for that pixel's unique gray-~level. The resulting 
Paecture 1S a Pseudocolor representation of the original pic- 
ture in that its appearance is similiar to a topographic 
mad, i1.e., the colors were arbitrarily chosen to represent a 
specific gray-level and may not be the true or natural color 
representation of that pixel. Hence, a Pseudocolor or 
meaise’ color representation. 

The purpose of Pseudocolor operations is the assignment 
Meme Particular unique color compared to the other fifteen 
Bemors £o a Dixel with the intent of improving the obicture 
Bomamolifying certain areas for better picture analysis. In 


Many applications Pseudocolor seems to enlarge human pattern 


Becogniton capabilities. 








IV. CONCLUSIONS AND RECOMMENDATIONS 


A. CONCLUSIONS 


The EyeCom Picture Digitizer and Display, a system which 
combined three types of man-made computer interaction - pic- 
merial, Graphic, and alphanumeric, did act as a single unit 
providing all the necessary onerations required for effi- 
client image processing. The EyeCom did perform the follow- 
ing image processing functions ~- magnification, averaging, 
gray-scale reduction, contrast enhancement, spatial filter- 
ing, edge enhancement, picture noise reduction, and histo- 
mieam GAistribution. 

The successful operation of these image processing func- 
tions were the result of the implementation of Drexel 
University's software conversion package of the original im- 
age processing programs used on the component RT-ll operat- 
emg system of the EyeCom. The only modification to Drexel 
University's software package discovered during testing and 
implementation was related to the unique instruction set of 


mem Oarercular minicomputer used. Four instructions applii- 


cable only to PDP-11/34 minicomputer required recoding be- 


fore successful implementation of the image processing pDro- 








Beams on PDP-11/50 [5]. 

Once the EyeCom was implemented on RSX-11M operating 
system, preparation of a usable Operator's Manual was accom- 
plished. The problems inherent in the development of this 
Operator's Manual were directly related to the user's level 
of knowledge of RSX-11M. Consequently, more than just a 
passing familiarity with the basics of RSX-11M was required. 
Meeparticular, the concepts about assembling, compiling, 
misk DUuilding, and executing a program and the I/0 format of 
commands had to be mastered. 

Since the purpose of this study was to operate the 
EyeCom Picture Digitizer and Display in a real-time environ- 
ment, certain operations, i.e., averaging and edge enhance- 
ment, required many arithmetic calculations and took a cou- 
ple of minutes to execute. As a result of these overations 
meee DlictuUre digitization, the operation of the EyeCom in a 
real-time time-sharing enivronment was not realized. Anv 
EyeCom image orocesSing operation invariably tied-up the 
Pmole system, not only in time but also in memory space. 
EBEach individual picture file was extremely large (307K 
bytes) and when the EyeCom was ovderating, no other users 
could time-share. Consequently, the EyeCom can be best 
described as a "Single-User"™ system. 

Mmmorcer to use the Pseudocolor option, extremely large 
mo7K bytes) picture files had to be transferred and pro- 


eessed to the RAMTEK Color Raster Scan Display. Ths Geino— 


cessing required the packing of the picture file on another 








Minicomputer. The resulting picture was not a true color 
Bebresentation of the original digitized picture, but just a 
artifical representation of the 14 gray-level picture. 

In conclusion, the EyeCom Picture Digitizer and Display 
performed adequately for black/white image processing and 
Pseudocolor operations as presently configured. However, 
the FyeCom was limited by the following: its black/white 
television and associated lack of a integral true color ca- 
pability, its slow arithmetic calculations, its excessive 
use of memory space for storage of the individual digitized 


Peeteure files, and its total use of a PDP-11/50 allowing for 


extremely limited time-sharing. 


B. RECOMMENDATIONS 


Because the EyeCom , as presently configured, was limit- 
ed by its black/white television camera, its slow arithmetic 
calculations used in image processing programs, and its 
dedicated use of the PDP-11/50, the following recommenda- 
tions were made. First, the EyeCom software should be in- 
terfaced to the Macro Arithmetic Processor (MAP-300) to 
speed-up mathematical calculations and allow for ovetter 
real-time operations. Second, if additional memory planes 


were added using the EyeCom Extension Chassis and if a color 


television camera were used, a self-contained color display 











would be avallable, thereby eliminating the use of the RAM- 
jee and another PDP-11/50. Third, using the available 
PDP-11/34 minicomputer would free the other PDP-11/50 and 
essentially provide a completely dedicated FyeCom system. 

In the area of using the Macro Arithmetic Processor 
(MAP-300), the following information about its operations is 
provided. The Macro Arithmetic Processor (MAP-300) is an 
meray Orocessor which 1s capable of performing floating 
point calculations on large data arrays or data streams. 
The Macro Arithmetic Processor (MAP-300) operates as a peri- 
pheral device to a host computer system. The MAP-300 over- 
forms repetitive or reiterative operations requiring a large 
number of summations and multiplications. An example of 
Smrs type would consist of correlations and convolutions, 
vector or matrix manipulations, fourier transforms, and data 
format conversion. The most Significant area of importance 
for the MAP-300 is in operations where large batches or 
streams of data must be processed in real time and in £float- 
mig point format [2] [3]. 

iemgeneral, the utilization of the MAP-300 would consist 
of reading the data into the memory of the MAP-300, verform 
the needed calculations, and read the data bdoack into the 
host computer. The reading of the data would require confi- 
gGuring the MAP-300 buffer space, defining all constants, and 
Meberng the data to the buffer. The software that would 


performed the actual calculations would reside in the Simple 


Memederon for Array Processing, Model II (SNAP-II), of the 








MAP-300 [3]. This software would perform the needed calcu- 
lations. Portran level calls in the host computer would 
pass the necessary parameters to this area for the calcula- 
tion. After the calculations were performed by the MAP-300, 
the results would be read back into the host computer. Pro- 
grams that utilized a heavy amount of calculations would re- 
Side in the MAP-300. This would result in shorter execution 
times for these programs. 

Concerning the color display, the EyeCom does have the 
Sepaoility, but that display requires the addition of eight 
more memory planes to provide three refresh memories, one 
meee ach of the primary colors ~-- red, green, and blue. Al- 
so, the black/white video scanner must be replaced with a 
color video scanner. These additional memory planes would 
produce 15 intensity levels for each of the three primary 
Solors.. In effect, there would be two shades associated 
Meena Gach of the 16 colors for display purposes. Presently, 
mae RAMTEK only has the capability to display 165 different 
Serers at any one time. 

As far as using the PDP-11/34, the only problem associ- 
ated with that recommendation is the purchase cost of the 
RSX-11M operating system. Once this RSX-11M operating sys- 
tem is available to the PDP-11/34 minicomputer, all the 


present image processing software could be easily switched 


over. 
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ee ea OD UG ON 


The Image Processing Programs described herein are for 
use with Spatial Data System's EyeCom Picture Digitizer and 
Display. 

Operating procedures on how to use the SyeCom System are 
given in Section 2. Details on how to use the image pro- 
cessing programs are found in Section 3. Information on how 
Mmeeprocess a picture is provided in Section 4. Descriptions 
of the image processing programs are given in Section 35. 
Subroutine desriptions are provided for information only in 
Section 5. The image processing vrograms are designed to 
Operate on a PDP-11/50 using the Real-time operating system 
few -1i 1M. 

The information contained in Sections 3,4,5, and 5 were 
Mmoeeained rrom Spatial Data System's Image Processing Pro- 
Grams for the PDP-11 [10]. Additional details about the 


Orograms and the subroutines in Sections 5 and 5 were ob- 


tained from Drexel university's Modification of RT-1ll Image 


Processing Programs for RSX-11™ [4]. 








Z2. OPERATING PROCEDURES 


These operating procedures are for the USER of the 
meyecom Picture Digitizer and Display. The USER can familar- 
ize himself with the fundamentals of using RSX-1I1M and its 
basic programming principles by reading Digital Equipment 
Bemeoobation' s BEGINNER'S GUIDE [4] on RSX-1L1M found in the 
Momouter Laboratory. 

inne RoxA-1IM system, prompt characters ‘>' are typed 
Bye the computer to indicate that it 1s ready to receive 
myoewrltten instructions. A carriage return at the end of a 
typewritten instruction starts execution. 

imcunmind any processing o£ a picture fille, an error oc- 
Mee e€.d., ‘CSI ERROR”, the picture automatically becomes 
MeockomD"” and is unusable. Consequently, the picture file 


Pat is locked must be unlocked as follows: 


Sigeeee |. PE xe/UN <cr> 











ime Stollowing sections provide general instructions on 


Mew tO Operate the EyeCom Picture Digitizer and Display: 


a. POWER-ON: 

The EyeCom 1S turned-on by pulling out the "POWER" 
knob at the back of the display. The Vidicon television 
eemera 1S turned-on by flicking the WHITE switch on the too 
@eethe camera ( RED light will come on ). The Light Table is 
meaEmea-on Dy Elicking the toggle switch on the left side of 
the camera mount. Additionally, the LA-30 Decwriter II must 


me on. 


Bee sOGIN : 
MiewienR cyoes the following: 
Bel, USER NAME” 
iiemoroaneat responds with: 
PASSWORD: 
The USER responds by typing: 
USER Ss PASSWORD” 
The SYSTEM responds with a "WELCOME" message. 


The USER is now ready to commence operations. 


weed OetTHe SyeCom'S USER'S DIRECTORY: 
To link to the operational space containing the 
EyeCom'S image processing programs, the USER tyves the fol- 
lowing: 


@(12,1l]=EyeCom 


This command automatically establishes the EyeCom 








Meek S Space in directory [12,1] and does the following: 
ieoects the LA=30MBecwriter II line 
Penged to  !20 ecmaracters. 

Gomeoees Ene Directory as [12,1]. 

Bemoets the SYSTEM Main. 

4. Installs the I/0 Page. 

FeecunMea ont lOS startup program which clears Ene 
ByeCom picture display and turns off all the 
ByeCom keyboard buttons except Alphanumeric. 

pee Deletes any picture files on [12,1]. 

[Se erovides introductory remarxs and information 
displayed on the LA-30 Decwriter terminal. 

8. Asks 1f£ the USER wants to run the demo 
program that shows some of the image 


processing capabilities of the EyeCom. 


See EAE ZATION PROCEDURE: 

Moeseaceqce in tne Introductory RemarkS, it is recom- 
Memaear that the JUVSER run the “SETUP” program first to ini- 
tlialize the black and white levels. 

The USER presses the "VIDEO" button on and "AN" but- 
Hon off on the EyeCom keyboard. Then the USER types the 
following in order pausing between each request to allow for 
eroleM queries: 

Ron SETUP 


The SYSTEM responds with the program prompt: 


Sor? 








The USER tyoves: 
I 
The SYSTEM responds with: 
INITIALIZE ZERO AND RANGE 
SE > 
The USER types: 
Sas 
The SYSTEM queries: 
bens CAPPED? 
The JSER responds by covering the lens and typing: 
4 
mic otoleeyeEnhen 1tEerates the Setup Register and 
responds with: 
Sil? 
Mies Joan. EyDes >: 
mS) fel 
Mae ovGaleM queries: 
Sen eURSOR ON WHITE 
The USER responds Sy moving the Cursor with the Joys- 
Mucwe tG a white area of the picture and then pressing <ctrl 
Meco Inout this data. 
The SYSTEM iterates the white range and responds 
ivi th: 
RANGE =XxXxX 
Saye 
Mae USER types: 


5 B 
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The SYSTEM queries: 
Seiler ON BLACK 
MicwUSen TeSsponds Oy wevying the Cursor withthe voyvs- 
mice to a black area of the picture and then pressing <ctrl 
Wwapeorlmout this data. 
The SYSTEM iterates the black range and responds 
with: 
ZERO=XXX 
So f> 
The JSER has now completed the SETUP program and ex- 


its by pressing a <ctrl 2Z>. 


e. EXAMPLE PROGRAM: 

This example program creates a picture fille as fol- 
lows: 

PEorecmire OF Negative is Dlaced on the Light Table. 
mae “VIDEO” Button on the EyeCom keyboard is ON. The image 
on the display screen is focused by adjusting the lens aper- 
Eure. 

The USER types: 

RUN MOVE <cr> 
The SYSTEM responds with the program prompt: 
MOV> 

Seeealsstime, tne USER must specify a picture file or 
"TD" to move the video image displayed. The USER does this 
DyeecyDing: 

SyePOs=-TV <cre 


So7, 





The video image displayed is placed in an RSX output 
mmcoewcaliled = PO.PIX;1". The "SY:" in the request refers to 
the system disc and 1s included in all responses requiring a 
pewire File specification. “SY:" is NOT used before "TD" 
oe TV", 

When execution is complete, the SYSTEM responds with: 

MOV> 
PE the USER has no executions of "MOVE", the User ex- 


Mes oy Oressing a <ctrl Z> to terminate the "MOVE" progran. 


Meco suUDOCOLOR OPERATIONS: 

Lomcirselay a ROA picture file (P].PIX;1) on the RAM= 
Mine Color Raster Scan Display, the USER must first reduce 
Biemdray-scale of the victure file to 15 gray-levels, 
Means ter the RSX picture file to UNIX, and then execute the 
RAMTEK Pseudocolor program. 

To reduce the gray-level to sixteen, the USER must 
Euime the “SCALER” program. 

Gommunmdnisters tne RSX picture file to  UNIk, the USER 
types the following after logging on a UNIX terminal: 

RSX /DPO/xx,xx/P4.PIX/1 <cr> 

When the file transfer is complete, i.@e., UNIX 
responds with the prompt "%", the USER 1S now ready to 
aeeselay the picture file. 

omemop tay tne RSX picture File om the RAMTEK, the 


USER types the following: 


iiee }.elx PLGC: RSX <cr> 








Evegom <cr> 
At this time, a Pseudocolor picture will he displayed 


column by column on the RAMTEK Color Raster Scan Display. 


Gemeavy LNG USER PICTURE FILES: 

When the USER is finished operating the EyeCom and he 
wants to save his created picture files (It is assumed that 
the USER has his own directory to store these picture 
files.), the USER can transfer these picture files by typing 
eae following: 

Sue, UIC=[xx,xx]) “<er> 
Bae o<CK? 

Piero tem responds with: 

ee). 


The USER responds with either: 


=amines 1) *.PIXs* <cer> (MOVES ALEePLLES) 
OR 
eee Wie lA; lL. Ser? (MeV Seen file ) 


*NOTE: If the USER fails to save picture files on 
fiSsmdipectory, the SYSTEM wills destroy al 1 


Bmeenire Files created onl.) ] . 


h. LOG-OFF: 


Homweg-off, the USER types: 


Bik seer > 








3. USING THE IMAGE PROCESSING PROGRAMS 


Mie sto lowing notations are used throughout this USER'S 
Manual: 

a) For file names, Pi, Pj, and Pk represent any vdicture 

file or specifications. TV represents the Television 

Camera. TD represents the Picture Display. 

BumeceG>) 1S the Carriage return key. 

c) Lower case letters reoresent numerical values. 

The Image Processing Programs operate on EyeCom digi- 
mezed pictures. [ye Wpretures “are stored on the computer 
disc memory under the names PO.PIX, Pie ie PZEPiX, ete. 
When the picture under the television camera is digitized, 
it appears to the program as though it were stored on “the 
mse and is named TV. The pictures on the disc can be read 
mom and wrltten to the disc. Similarly, when a picture 1S 
mead from device TV, the Scanner picture is digitized. To 
Pacer ne plecture to or from the Picture Display, TD must be 
tyoed. Mipeeeorerure operations are performed by typing in- 
BeGlictlons on the computer terminal. The instructions’ for 
each program are divided into three parts: The command to 


Meant the program, the picture files to be used, and _ the 


program parameters. 


3.1 RUN COMMAND 


The command to the computer to start executing the  pro- 
gram consists of RUN followed by a space, the program name, 


Micmomwcaariage return. The carriage return '<cr>' initiates 
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the program. 


Example: RUN PROFIL <cr> 


PElor to the carriage return, errors may be corrected 
using the ‘<rub out>‘ key which erases individual charac- 


ters, or the ‘<ctrl U>' key which erases the entire line. 


See betURE FILES 
The list of picture files to be used by the program are 
typed below the RUN command. There are three cases: Single 


mie, Two files, and Three files. 


See ete > INGLE FILE 
Programs that use only a Single file require ae single 


file name. 


Evonole: RUN PHOTO <cr> 


Sus 123) Seiler 


Pj is used here to stand for any one of the file names, 
Steers P2, TV, TD. PSY aeMUST pe iseqd Setorevany -P} -Lile, 
but never before TV or TD. TS esr Se Gemana notation: “for 


the system disc where the Task modules are stored. 


Pee ce ao FE LLES 
Some programs use a picture file to be operated on (ori- 


email picture) and a File for storing the result (resultant 


pleture). 








Examebhe: “RUN MOVE: -<cr> 


SY:Pj = SY¥:Pk <cr> 


Pj and Pk are used here to stand for any of the file 
names. In some programs the same file name can be used for 
motm P] and Pk. The following order must always be ob- 
merved: RESULTANT FILE MmepOUbestiGN-, ORIGINAL FILE. “Tre 
program reads the original file and writes in the resultant 
meres the original picture file is not disturbed by the oro- 
meam, Out the picture stored in the resultant file prior to 
running the program is erased and replaced with the resul- 


memt picture. 


eee ceadkes, PILES 
Some programs use three files. There are two possibili- 


miles: 


eye two Otiginal pictures and one resultant. The two in- 


put files are separated by a comma: 


Example: RUN COMBIN <cr> 


Swe oe ho ble mR 


This program adds Pk and Pi and puts the result in 
Pj. Pj, Pk, and Pi can be any file name and not necessarily 


@iftferent: 


Beample: RUN COMBIN <cr> 


CY ePUma or. Pl LV <cr> 


wae 





Phas adds Pi to the digitized TV picture and writes 


the result in PO: 


Example: RUN COMBIN <cr> 


DP = wor ely <Cr> 


mires adas the digitized TV picture to P2 and outputs 


the result to the Picture Display. 


yee Seogiram requires a double picture file to store a 
M@mctire having more than 25% gray values. The files are 
Prem indicated in the same manner, 1.¢@., separated by a com- 


mas 


Paqamoles RUN —>CALER <cr?> 


Sie Pj = SY Soke Pl <or> 


Pk and Pi are two different files together containing 


one picture. Pj is the resultant picture. 








3.3 PROGRAM PARAMETERS 

The list of parameters instructs the program how to pro- 
Mess the original picture. This list follows the picture 
file names with a slash preceding each parameter. The 
parameter 1S indicated by a letter followed by a colon 


(stands for equal) and the numeric value of the parameter: 


Example: RUN CONTEX <cr> 


SYerPOr Ss lV/B<D/N2w <CcED 


Tne parameter names are capital B and WwW (Standing in 
this case for black value and white value respectively). 
The lower case b and w stand for the numeric values of 8 and 
W. Mibicememl: lt 1S desired to have the black value 50 and 
the white value 100, the instructions would appear as_ fol- 


lows: 


paamone: RUN CONTEX <cr> 


GY POs VB 507 LUGE r> 


Most programs have preasSigned values for all parameters 
they use. If the parameters are not specified, these "“de- 
fault" values will be used by the program. Only those 


parameters whose values are desired to be different from the 


default values need to be typed. 








3.4 RUNNING THE PROGRAMS 

After typing the picture files and the parameters, the 
Carriage return starts the program operating on the picture. 
Corrections can be made before the carriage return by using 
Meme <ruD ouUt>" and ‘<ctrl U>°* keys. If all the default 
values are desired, type the carriage return after typing 
the required file names. 

If one changes his mind and does not wish to start the 
maogm@am Operating on the picture, then ‘<ctrl Z>' will reset 
the computer to await a new program request. 

The computer shows that it 1s ready for the USER to tyve 
maeene RUN instructions by typing a right arrow cue ( '>’ ). 
—orogram Oromot (3 letters and ‘>') is typed by the comput- 
er when it is ready for the picture file names and parame- 
ters. After Files and parameters are selected, the orogram 
meeeaigqnal the USER that it has finished processing by is- 
eilageanother program promot for further input to that par- 


ticular program. 


mxamole: RUN CONTEX <er> 


COND 5S 7.-20-=aty <cr> 


CON? 








peeeHOW TO PROCESS A PICTURE 

PEecomplete Pleture Processor USuUally Consists of many 
orograms operating in sequence. Each program mathematically 
Maanges or combines pictures to produce a partial result. 
mae Original picture is usually obtained by digitizing the 
television camera Image. Partial-result pictures are stored 
on the computer disc files. The final processed picture is 
eliepucted to the Picture Display. The disc files PO.PIX, 
Mimerie, etc. are normally used as "Scratch pads" to store 
intermediate results of the picture processing. There is no 
Berticular rule for choosing which file name is to be used 
iia Program, but the Eollowing consideration must be taken 
mea account. 

femceewerllbes Contain pictures that are no longer fre- 
oilred, any convenient file or Files may be used. Usually 
the picture processing starts by digitizing a picture using 


mae instruction: 


RUN MOVE -<cr> 


See O00 = Ty er 


Mimscepeaces the digitized picture in PO. Of course, any 
other file can be used, but it 1s easier to remember that PO 
meomeae rile containing the original picture. 

Once a file has been used to store the original obicture 


Or an important result, then the next program should place 
Beewresult in a different Elle to avold erasing that impor- 


tant result. Partial results are conveniently stored in as- 


EOI IT a 





cending file numbers as the picture is processed with each 
program. All partial results are then available later if a 
different processing procedure is decided upon. However, in 
a long process all the files may be used before the final 
result is obtained, and some partial results may be lost. 
Bomamexample, 1£ the picture is to be contrast-enhanced 
m“ieeeoucputc to the Picture Display, then the following in- 


Seructions could be used: 


RUN MOVE <cr> (gg 


S420 F— sys <er> 


PN CONE A < Cr (2) 


SY Pees oY 20 <cr> 


RUN MOVE <cr> (3) 


Ee or iP lace a> 


Mist@ntction (1) digitzes the picture and writes it on 
mere PO. Instruction (2) contrast-enhances the victure and 
Peeps tne result on file Pl. Instruction (3) outputs the 
Ieee rite Pl to the Picture Display. The original pic- 
ture is PO, the enhanced picture is Pl, and they are _ both 
Stored for use at a later time as possible original pictures 
for other programs. However, the picture from the televi- 
Slon camera could be enhanced and recorded in one step bv 


mae following instruction: 


RuUNeC ONT wax cr (4) 
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TD = TV <cr> 


The picture recorded on the Picture Display would be the 
Same whether instructions (1), (2)3 cana, (3) are used, or 
mist (4). The difference is that in (4) the ete taal 0) ete 
ture and result were not saved on the disc for future pro- 
cessing. 

As an another example, consider the following series of 
instructions for removing shading and enhancing the contrast 
eG a plcture. 

Piemstnse MOVE instruction digitizes the picture and the 
Mase MOVE records the result, P3, on the Picture Display. 

The right-hand set accomplishes the same operation with 
fleeestmree Instructions. The result of BOXCAR filtering is 
calculated directly from the digitized picture and placed in 
mie ame Subtraction then takes place by digitizing the ori- 
ginal picture again from the television camera, subtracting 
meee trom PO, and placing the result in PO. The contrast ex- 
DPansion of PO is then performed and the result 1S recorded 
on the Picture Display. Thus, only the intermediate result 
beter s©COMBIN is stored on the dise in file PO. Files Pl, 
fe and P3 are left undisturbed. 

The right-hand example iS an extreme caSe Snown here to 
demonstrate the possible use of the picture files only. It 
has two drawbacks in actual practice. First, BOXCAR takes 
a few minutes to complete, and the television camera would 


have to scan the picture all the time the vorogram is operat- 


. 
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Ligke im It would be important to avoid moving the film or 
mmanging the light intensity during this time. Second, COM=- 
BIN program uses a second digitization of the picture which, 
due to the electrical noise in the television camera, is not 
exactly the same as the first digitization used in BOXCAR. 
The left column shows one method and the right column 


another: 


mUNS MOVE <cr> 


eee O = TY <cr> 


RUN BOXCAR <cr> RUN BOXCAR <cr> 
erewe = SY:PO <cr> S722 Oni <cr> 
RmUNSCOMBIN <cr> RUN COMBIN <cr> 
peewee — SY2-P0,SY:P1/C <cr> SY ee Or—=aiy, SY: PO7Ga< er? 
PUMPCONTEX <cr> RUNS GC OtlLs XxX <er> 
SY:P3 = SY:P2 <er> TD — wor ee 6 <Cr> 


BUN SMOVS <cr> 


Bee — Syv¥2P3 <cr> 


The left-hand set of instructions stores the partial 


Besults on the disc as follows: 


PO —- the original picture 


Pl - result of BOXCAR filtering 


P2 - result of subtracting the filtered 











Dlerirewraom tne original 
P3 - result of contrast expansion of the difference 
A better method using only two picture files would be: 


RUN MOVE <ern> 


oe P Ome TY eccr > 


RUN BOACAR <cr> 


SY:Pl = SY:PO <cr> 


mon COMBIN <cr> 


eect = 54°50, S5Y°PL/C <cr> 


RonecONTEX -<cr> 


iee= "oy? Pl <cr> 


The original and the result before contrast enhancement 
are stored in PO and Pl. Li a Se€@enmd picture from the 
Scanner iS to be processed in the same way, files P2 and P3 
may be used in place of PO and Pl, so as to keep the first 
picture stored for future processing. Alternately, the same 
Files may be used and the first picture erased. 

When several programs are required to produce a result, 
it is recommended that an initial plan be formulated by 
writing down all the necessary partial results and assigning 
file names. Then those partial results that are considered 
not worth saving can be purposely erased, saving the impor- 


tant ones for later reference. 
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Be PROGRAM DESCRIPTIONS 


All programs assume the picture to be stored in a con- 
Peguous file with the following format: 640 blocks of 512 
8—-bit bytes (256 15-bit words). Each block contains a_ sin- 
gle digitized column of data. The Eiltst Dlock coMmeains 
meemm O, the left-hand column of the picture, and succeed- 
Mice Olocks contain columns digitized from left to right 
across the television screen. 

imemsinst 480 bytes contain the picture elements (o1x- 
els) digitized from the EyeCom and the remaining 32 bytes of 


Mmeacmeolock @re not used. Each pixel consists of eight bits 


Meeedata (256 levels of gray). The pixels are ordered in 
top-to-bottom interlaced sequence with even-line pixels (0, 
Pe. in even-addressed bytes and odd-line ovdixels 


Oh, 5,5,---) in odd-addressed bytes. 
The picture thus comprises a data matrix 640 pixels wide 
by 480 pixels high contained in a contiguous file of 640 


merocksS With each block 512 bytes long. 


The following 24 programs can be executed (RUN) Onw tae 
Beatial Data System's EyeCom 108PT using a PDP-11/50 and the 


bem liM Operating System: 


Oa), 








men ACCUMT <cr> 


Peewee ),oY: PK = SY:Pi1/Ne:n <cr> 


AGeGuUMT enables the accumulation of n multiple digitiza- 
Mmeonms Of a picture in a double-precision array (default 
n=l). 

The pixel values stored in the single-precision file Pi 
are added to the double-precision pixel values stored in 
meres P7 and Pk, for Pi=Pj or Pk. If Pi is TV, ACCUMT will 
pageeetme 2 data to the first run of ACCUMT to Zero the 
double=precision files Pj} and Pk. (ThesceeeotE Dut filles 
Should be zeroed with GEN first before using ACCUMT.) 

After the desired number of pictures are accumulated, 


SCALER may be used to reduce the double-precision file to 


the standard single-precision file. 








RUN AVERAG <cr> 


Meeee gy = oY? Pi/H:sn/V:v <er> 


AVERAG divides the picture into elemental rectangles h 
pexels wide by v pixels high in file Pi, calculates the 
average value of pixels within each rectangle, and outputs 
momtile Py the average of the h by v blocks. 

A lower-resolution picture is produced, where the pvixels 
in each elemental h by v block have the average value of the 
Original picture block. AVERAG reduces noise and graininess 
at the expense of geometric resolution. 


Default values for h and vy are 8. 


BUN BALL <cr> 


BALL generates a grid pattern in the EyeCom Graphics 
Display that matches the standard Spatial Data linearity or 


ball chart for adjustment of the Scanner linearity. 
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Ren SOXCAR <cr> 


eee) = SY: Pi/H:h/V:v <cr> 


weno, Teplaces each pixel in the original picture by 
the average of the surrounding pixels lying in the elemental 
rectangle by computing a sliding average on file Pi_ and 
placing the result in file Pj, j#i. Each pixel in file Pj 
is the h by v average of the pixels about that pixel in file 
Pi. 


Default values are h=32 and v=32. 


mem COLOR <cr> 


@eeenmrenders @ tri-color picture Sy requesting that the 


BSieture be digitized with a RED, GREEN, and BLUE filter 
respectively. 


Recommended filters are: 


RED WRATTEN 25 


GREEN WRATTEN 478 


BLUE WRATTEN 58 
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RUN COMBIN <cr> 


PeerK = SY:P3,SY:Pi1 <cr> (ADDITION) 

Meee oY:P),SY:Pi/C <cer> (SUBTRACT LON) 
BeeePk = SY:P3/C <er> (COMPLEMENT ) 
Peeeek = SY:?P7/C,SY:Pi/C <er> (ADD COMPLEMENTS ) 


SeMetNeadds (or subtracts) corresponding pixels in two 
PUGEuUresS to produce anew picture which shows the sum (or 
difference) of the original pictures by adding the contents 
Mimeerre Pi to the contents of file Pj, dividing the sum by 
meee and storing the result in file Pk. If the switch C 1s 
present, the preceding file is complemented before adding. 


meme 1S Not included in the command string, the contents of 


file Pj can be complemented by including the C switch. 








RUN CONTEX <cr> 


Seeemen— of2P1/B:b/Wiw/L:1/U:u <er> 


CONTEX increases the contrast of a picture by expanding 
the gray scale. CONTEX expands the contrast range of file 
Pi from the original span between B=b and W=w to a new= span 
between L=l and U=u. Any values are acceptable from 0-255 
more all arguments, btw. The modified picture is placed in 


file Pj, where: 


mew gray value) = (old gray value)=—=B * (U=L) + L 
W-8 
The default values for L and U are 0 and 255, respec~ 
tively. Pre sdetault values for 8 and W are Set to the 53 


mie@m25s DOINtS, respectively, of the vixel intensity distri- 
bution. Any gray value between B and L (if B>L) will be set 
to L and any value between W and U (if W<U) will De set to 
ieeeoll yalues from 0 to L or B, whichever is lower, and al 
memues trom 255 to U or W, whichever is higher, will be 
unaltered. 

If U=L, all Z values between B and W will be set to JU, 
and all others will remain unchanged. This allows the pic- 
Bere to be sliced into several gray contours. 

Contrast enhancement brings out detail in low-contrast 
areas of the ovicture and is effective when used on the 
Beavers ot Subtraction of two closely identical pictures us- 


ing COMBIN. 


OH 








RUN GEN <cr> 


Peery oss/Hihn/Viv/KX:x/Y:y <cr> 


GEN generates a gray-scale test pattern stored in Pi of 
incrementing Z values in horizontal and vertical directions. 
Mme initial, upver left pixel value is S. Pixel values are 
incremented by the value of h every x pixels horizontally, 
and by the value of v every y pixels vertically. Default 


marues for S, nh, and v are zero, and for x and y are one. 


Pecan) Ole: 


RUN GEN <cr> 


SY:Pl/H:1/V:1 <er> 


Produces a continuous gray-scale wedge in Pl 
Somcitsting of allepe1xel values trom 90 to 255 
repeated approximately two times 


Hemi zZzontally and vertically: 


emo xampp le: 


Bum GEN <cer> 


SyvePi <er> 


Produces a picture in Pl with all values equal 
Bomzewo (all black Sileture) = Used to zero 


fishes O10 Go WSing ACCUME 
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RUN GRADEI1 <cr> 


SY:Pj = SY:Pi <cr> 


GRADE]! approximates the magnitude of the gradient of a 


Biri picture, i.e., the square root of the sum of the 


eawares Of the horizontal and vertical derivatives at each 


Point of the picture as follows: 





my ceéplacing each pixel P(1,j) with the following: 


ae 


fi+l i+] 441 4+1 
Peace tl) = >> P(k,j-1l)| + NY P(itl,k) = ms P(i-l,) 
ses 
K=i-1 k=i-1 bse To! K=j-1 * 
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BuN GRADE2 <cr> 


Beare) = SY:Pi <cr> 


GRADE2 approximates the magnitude of the gradient, 





Meaeeeemlacing each pixel P(i,j) with the following: 





eee Lari ase ge 
> P(k,j#l) - > OR pale tS y SC seib 5 hey s Pa) 
Pall Keel tee k=j-1 | 


Parculation time for this approximation is substantially 


Shorter than for that of GRADE1L. 








men AlISTOR <cr> 


Bx: P1/W <cr> 


Wliomenvcatculates a Histogram or Frequency distribution 
of gray-scale values of a picture. The histogram is shown 
on the Picture Display. Any gray-scale value may be selected 
by the Joystick Cursor, and the exact number of pixels of 
that value printed. The gray value of a point on the  pic- 
ture selected by the Joystick Cursor can also be printed. 
Up to 10 gray-scale values may be selected from the histo- 
gram display and stored for subsequent partition of the gray 
scale using CONTEX. 

meron 1s a collection of routines based on the histo- 
gram statistic of a digitized picture Pi (or a subwindow, by 
use of the W switch). (If the W switch is used, a beep is 
sounded twice for the window input with the Joystick Cursor. 
Press ‘'<ctrl E>' while the cursor is at two diagonally oppo- 
EeieecmGorners of the desired portion of the picture.) 

The program reads the picture (or window) and generates 
a scaled histogram in the EyeCom graphics overlay section. 
The histogram represents the picture's gray-scale distribu- 
Broome LUnectLon, from black=0 at the left to white=255 at the 
@ Ie gies 

PectaeeOuncg <H> <C>, a cue (*) 1S printed and the 


Drogram waits for any of the following function keys to be 


ByDed : 








Slop4 PUDECTION 


<+> Increase the amplitude of displayed histogram. 
<-> Decrease the amplitude of displayed histogram. 
<G> Sample one value on the GRAPH (indexed by the 


Joystick) and print amplitude and gray value. 


aC > Romim <G>, Out enter the qray value in a PARTITION 


Table and tick-mark the histogram baseline. 


xX > ae Drogram walts for dah outDut Elle Pj] after 
Piercing 2a lookup table from Dartition set. 
When a picture has been contoured by <X>, a 
new output file, Pj, is loaded with the gray 


values from the created PARTITION Table. 


as > Erase points from baseline. 
<R> Redraw the current histogram. 
<P> Saiipvema DOlmt in the input picture Eile, indexed 


Dy ecaerJOYStEICK, and print the (X,Y) coordinates 


and the gray-scale value (Z) at that point. 


Tyeing a ‘<ctrl Z>' causeS an exit from HISTOR. 











RUN IRIS <cr> 


IRIS is a demonstration program that loads the EyeCom 
meres Lookup Table with 32 colors and continuously circu- 
lates this color assignment. 

Ges s2 colors are assigned to Ehe most significant bits 


of the Picture Display data. 


THLlS program is to be used with a COLOR TV CAMERA. 


Pion COLOR ASsslGNMENTS 


Bray Scale Go lox Primary Color Brightness Value 
Value Name R G B 
Sil White y 5/5, 255 25 
50 po2 IL e)2 255 
29 brgne Blue les as 2 
ae 54 54 250 
oT Blue 6) 0 255 
29 0 54 255 
ws, Blue Cyan 0 128 Pee 
24 0 LS 255 
2.3 Cyan 0 255 255 
ee 6 ae 5 192 
Zi Cyan-Green 0 255 128 
20 0) 255 64 
IS Green 0 255 0 
18 54 255 0 


Jal 











17 Yellow-Green 128 255 0 


LA eZ 25a 0 
i Yellow 255 25 9) 
14 ZaS ino 2 0 
13 Orange 225 128 0 
eZ 2S 64 0 
11 Red BOD 0 0 
10 255 54 54 
9 2 IL latis< 25 2S 128 
8 2D 54 ive 
i Magenta-Pink PAS, 0 ihe) 
6 25 0 ez 
3; Magenta 255 0 Zo 
4 he 0 Z55 
5 Vero het 128 0 255 
2 128 64 Le 
1 Gray Ze ligasre, 23 
0 Black 0 | 0 0 
Gray Scale — Decimal equivalent of five most Significant 
eits. 
Color Name ~- Without names are intermediate colors. 
Brightness Value -~ Decimal equivalent of S8-bit bright- 


ness values. 








RUN LABEL <cr> 


eee )/GL:n/GR/TD <cr> 


LABEL draws characters and character strings on any di- 


Mieizead picture file, Pj. 


~ 


Sie! allows the USER to specify the gray level of char- 
acters (1 <= n <= 255) if the graphics mode is not used. A 
gray level of 0 is interpreted as GL:2. In the graphics 


meee Omly the least significant bit (LSB) of n is impor- 


Bant. 
MewGope 1S one (n=l), the graphics bit is set. 
it ESB is zero (n=0), the graphics bit is cleared. 
Pammpiles Ehe graphics mode characters. In this mode 


mmeyestme Graphics bit of the picture will be altered. 


Mmemneorces parallel output to the Picture Display to al=- 


MowevVisual inspection. (Not Applicable if output is TD.) 


Defaults: 
Vala 1 n=255 in PIX mode 
/GR /~-GR PIX mode 
SEB Ja TD No parallel TD output 


Pec bewill prompt for horizontal or vertical lettering 
fiwor V). 
Position the Joystick Cursor to enter the coordinates o€ 


elemirnrst Character followed by a '<ctrl E>’. 
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Type characters PAUSING momentarily after each character 
to allow for computer processing. Last character typed can 
be removed by pressing the '<rubout>' key. 

Pressing '<cr>' during character input will move the in- 
mae to the next line for horizontal lettering or to the next 
molumm for vertical lettering. 

Memmimate character input by pressing ‘'<ESC>’. 

To repoSition the area for lettering, terminate your 
Peeescemnt position with a '‘'<ESC>' and respond with a ‘Y' 


Bveme sor, NN “<cr>* to the guery "ANY MORE CHARACTERS?" . 


Ts, 











RUN LAPLAC <cr> 


SY:Pj = SY:Pi <er> 


LAPLAC calculates the Laplacian, i.e., the sum of the 
horizontal and vertical second derivatives at each point of 


mae picture. 


LAPLAC approximates the Laplacian as follows: 








macepiacing Im Eile Pj] the value of each pixel in file PJ 
Minus the average of the eight Surrounding adjacent pixels. 


zero results are represented as middle gray, Z=128. 


Tale 








SN MPILT <cr> 


eee AH, OUPIMP = INPIEX/X:x7¥ey/IXsix/lYsiy/AViav/S/W, PPIX 


MFLIT convolves a Selected region with a picture. 


SUMPEX 1S the output £file/devie@ the filtered pi@ture is 
momeoe OUEDUt to. If the /H (Half Resolution) Switch 1S in- 
voked, pixels will be duplicated in the Y direction; howev- 
er, only every other line will be output leaving alternate 
lines untouched. This switch speeds compilation and is use- 


ful if the output is to a file for subsequent display on TD. 


NOTE: If OUTPIX is TD, the /H switch is forced by the 


program. OWE x 1S OCtlOonal Tt USERM@dssires=to record temn- 


plates to OUTTMP. 


INPIX is the input device/file to be filtered. 


KX is the X size of the template (Default=20). 


Y is the Y size of the template (Default=20). 


IX is the X coarseness of the filter. Pew bxX= 1) Sale 
Points in the X direction of the template will be used. If 
IX=2, every other point in the X direction will be used, 


etc. (Default=l). 


ITY is the Y coarseness (Default=l). 


AV is the number of times the template will be averaged 








meom tne template input picture (Default=1). 


G invokes the general filter. In this case, the tem- 


plate can be input from the keyboard or a template file. 


W invokes a window on the input and output pictures. If 
this is invoked, two points are entered via the Cursor 
mecctri E>') which define the diagonal of the rectangular 


window. Only points within the window are filtered. 


TMPPIX is the file/device the template will be input 
meeomewtl: the '‘'G’ switch is not invoked. I[f this optional 
File is not specified, the default file/device will be IN- 
BLA. An area X by Y¥ will be displayed around the Cursor. 
Enter ‘<ctrl E>" AV times to enter and average the input 


template. 


OPT TIMP 1s an optional RSX-1LIM output file specification. 
mementos field 1S specified, the template used (whether fron 
INPIX, TMPPIX or via the 'G' switch) iS Weltetrenm tO “thus 


mele.) There is no default file name for this field. 


ie. G Switch: 

This switch allows the template to be entered numerical- 
ly from the keyboard or to retrieve a template from a previ- 
ously recorded template file. Invoking this switch will 
Cause a prompt of: 

Dever © ROM THE KEYBOARD?” 


If this answered with ‘Y', the program will prompt for a 


Pare 








template xX hy Y with increments of IX and IY. Template 
values must be 9 and <=255. 

If the answer is other than ‘'Y', it is assumed that the 
template will come from previously recorded template file. 
ie preqram then prompts for this file. I£ the X, Y, IX, or 
IY values of the template file do not match the values of 
the first input string, a warning 1S issued and the values 
which the template was recorded with are used. 

Invoking the ‘'G' switch cancels TMPPIX and the AV switch 


@e the first string. 


BUN MOVE <cr> 


fey) = SY:Pi <cr> 


MOVANEEaAGASterS a copy of picture file Pi to file Pj... IE£ 


moe Peecerull picture is digitized from the television cam- 


Bea .ama stored in file Pj. tI£ PJ=TD, the picture file Pi is 


BuEpuc co the Picture Display. 












RUN OHART <cr> 


Steet emMaos tne oartimularweolor to octal code on either 


a white or a black background. 


PN PHOTO <cr> 


pees A x/Y3yY/An/V:v/L:1l/WNiw <cr> 


PHOTO Orints a low-resolution facsimile of the full 
EyeCom picture by producing a printed image of the victure 
File Pi. The (x,y) are the coordinates of the upper left 
memier Of the picture, h and v are the horizontal and verti- 
cal increments, and 1 and w are the horizontal and vertical 
marge wot the picture. The default printing format is a full 
page-width square picture with selected typewriter charac- 
Beseto produce a “gray scale”. “Resolution™ is 30x50 charac= 
Semommlo xO) with 22 Z2 values corresponding to 22 ASCIT 
characters used to reoresent the gray scale. 

Default values are x=5, y=0, h=6, v=0, a Ole and w=80 
Peoducing a picture size 80 by 50 characters, suitable for 


Eme LA—-30 Decwriter. 
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PINE PROFIL <cr> 


peeeo, X:%/Y:y¥/Lsi1/B:b/Aca/D <cr> 


PROFIL prints the Z-values of a vertical row of pixels. 


It reads from file Pi a band 'b' lines wide with line ‘x 


being the center line number. Each line is read ‘a' times 
before PROFIL averages this data into a Single line owrofile. 
fevercical line is read. The starting pixel coordinate is 
gJiven by ‘y', and ‘'l' pixels in each line will be read. The 
resultant averaged profile will be printed, and a full- 
height profile displayed in the graphics overlay. 

mie 2eis included in the command, PROFIL will resvond by 
Pyeng ‘CALIBRATE’ on the terminal. The program instructs 
the USER to make a calibration from the television camera. 
Meeereetne Calibration is completed, PROFIL will typoe a pro- 
file in density units as specified in the command line. 

NG bone Drogqram must ce calibrated the FIRST TIME the 
'D' switch is Specified or a FORTRAN error will result. The 


m@ateoracion Eactors will be retained through-out the dura- 


Bom Of Ehe program or until changed. 


Example: RUN PROFIL <cr> 


V7 eo Ae oO Loy be 0 “<er> 


This example types a profile of pixels 0-10 in column 


Boo digitized from the television camera. Each pixel is di- 


gitized 3 times and averaged. 








Default values are x=Jx, y=Jy, 1l=Lmax, b=l, and a=l 
where Jx and Jy are coordinates of the Joystick Cursor and 
Lmax 1s the number of pixels between y and the bottom of the 
Picture, i.e., Lmax=480-y. Press ‘<ctrl E>' to input the 
Joystick coordinates. 

See WINDOW for an example of calibration procedure when 


Mmsoimg the °D* switch. 


RUN SCALER <cr> 


SY:Pk = SY:Pi,SY:P3/D:d <cr> 


Ser tar reduces a double-precitsion picture in files Pil 
ead) FP] £0 a Single-precision picture in file Pk by dividing 
each pixel by d. 

ims Oreodram 1S primarily used with ACCUMT to produce a 
Pmere-precisiom tile for output to the Picture Display. 


The default value is d=l. 
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men sh lLUP <cr> 


SETUP is used to adjust the EyeCom Setuvo, Zero, and 
Beamnge Registers prior to digitizing the Scanner Picture. It 
also enables or disables display functions under the key- 
Beard control. The program promees with “SET>”. The fol- 
lowing commands are then initiated from the keyboard. 

A message is printed after each key is typed indicating 


the command selected. 


Qs catiddlizes tne zero {Ojimeand range (255) 
registers, enables the television Picture, and 


disables the Picture and Graphics Displays. 


<S>: Setup (adjust) the EyeCom Setup, Range, and 
ZeGomenegd iSters.) Follow, “o> VWweih one of 


the following: 


<opce Oetulb REeGiSter. InseEructs “Ehe, USER to 
cap the camera lens and then repdeatedly 
digitizes a coarse grid and adjusts the 
Setup register to provide an average 


Zero. OlLaek. eve, 


<B>/<W>: Black/White Exposure. Pramons tae USER 
EOuING Gate ol ack rand white DolNneEsS on 


the picture. Uses the digitized values 


ies 








to calculate new values for the Zero and 
Range Registers. New values are loaded 
into the registers and cause the Z 
values corresponding to the selected 
black and white points to be 


@igitized as 0 and 255. 


<P>: Profile. Generates a real-time vertical 
density profile of the camera input at 
Ene COlummmimdex~ed =o, Ehe Joystick Cursor. 
Lee OEOMDE SEW rth a INPI x Response is “TD. 
By repositioning the Joystick Cursor and 
Bressunig  <CEpL ae F the vertical density 
Deo) kewl inewwl lle move stomeneouGiksor Ss new 


POsmelone. «leCENinateuwlenwan ecen) 27>". 


<C>: Clears (erases) the contents of the display 


selected by typing one of the following: 


<A>: Alphanumeric Display 
<Gr- ss crapnics Display 


2s Plicturne Display 


<F>: Fliker. Alternates between television picture 
and Picture Display at television frame rate. 


omnia te Wikehean “Cte le 4 > = 
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<D>/<E>: Disable or Enable display selected by 


EyoUneG ome Of Ehe tollowing: 


<A>: Alphanumeric Display 

Soe Slack Witte On Collor Display 
SOO pulevct lem Cursor Olsplay 

<G>: Graphics (one—bit) Display 
Cy.) Logarithmic Mode 

<M>: Graphics Mode 

—Or-7) OVEL lay weolore Di Solay 

Sa ee Lee uUGerDl Spay 

<S>: Video Scanner (Camera) 


Ci mee SUcGaoce Lore Displayson  COlWOr Moni tor 


PEN SHIFT <cr> 


Peed sYeeer /L>1/R:r/U:u/D:d <cr> 


So hmwmNoOvescmtEne Dicture im £ile Pi left, Fight, up, or 
Mowm the number of pixels specified in 1, r, u, or d, or any 
eomieindeion bY storing the result in file Pj] and zeroing the 
Pipe, areas. 


Deeaule values are l=0, r=0, u=0, and d=0. 


eS 











RUN WINDOW <cr> 


pee Pi /X:X/Y:V/H:h/V:iv/D <cr> 


WINDOW reads a 20 by 20 array of pixels and types’ the 
Saray Values or the density values on the terminal. The 
printed pixel values may represent adjacent pixels or pixels 
Spaced farther apart, i.e., every other pixel, every 3rd 
pixel, etc. The pixel spacing is selected independently in 
momen Motizontal and vertical directions. To type the density 
values, the 'D' switch must be included. WINDOW will re- 
quest two calibration values. The upper left corner of the 
array starts at (x,y) and h and v are the horizontal and 
vertical increment values. 

Default values are x=Jx, y=Jy, h=l, and v=l where Jx and 
Miveeare the coordinates of the Joystick Cursor. Input the 
Slevstick coordinates by pressing ‘<ctrl E>'. 

Tne calibration procedure when using the 'D' switch is 


Shown in the following example: 


CALIBRATE 

eee. DENS ITY : eZ ce Ee 

Sat CURSOR: Ser Jovstlen eon He seanadard 
Deess, <Cenl Ee 


Orzo rahj=10l; x,y coordinates and Z value 


The computer tyvoes profile or window values in density 


miles. 


LeG 











BN ZOO Cer > 


pwepege = OY 2 P1/X2X/Y:y/Aaa/V i ve<cr> 


ZOOM magnmiftileS a portion of the picture by expanding 
eaeme fixel in the original picture file Pi by integral fac- 
Moms of N im the horizontal and v in the vertical direction 
Mmeomet OY Vv pixel blocks. The desired portion of the vic- 
ture 1S indicated by the Joystick Cursor. The subframe _ to 
Bemeexpanded has its upper left-hand corner at (x,y) in the 
original picture. The expanded picture will be stored in 
picture file Pj. 


Default values are x=128, y=120, h=2, and v=2. 
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4. SUBROUTINE DESCRIPTIONS 


iisesectlon on Subroutines is included for information 
purposes only. Subroutines Can not be executed independent- 
ly as Programs. Only the Programs in Section 5 which call 
Subroutines can be executed (RUN). 


Tie sspecific details and subroutine listimgs came be 


found in the EyeCom Image Processing RSX-11M Documentation. 


The following is a brief description of the Image Pro- 


cesSing Subroutines: 


ASCRAD - converts a string of ASCII characters to 
Gadixwo0s packed Ecimm. 

Portlow— s<eyboard input/output routine. 

eMieeeum— CONnvVertS Dinary te decimal ASCII characters. 

Pica Comverts ismmary EO octal ASCII characters. 

CALIBR - accepts two sample density values at 


keyboard and returns slope and intercept 
values for linear aporoximation of the 


optical density scale. 


CHRTAB - a character table. 


CMAP - maps each of the 32 gray levels into a 


GomDbination of olor gun intensities. 
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COILAT -sSsumsS the product of the corresponding points 


Cease GiiGe wlehii sd Specitted treetangle. 


So — requests a command string £rom the keyboard in 
RoxA-JIMSstamdard format, Dasses control to 
PARSE to check the validity of the command 
and to build an internal table to open files, 


and then initializes and opens each file by 


asSigning a channel number in sequence. 


CURSOR - reads the Joystick Cursor coordinates. 


GOORD ~ passes calling coordinates to the program. 


GOlG = points digitized data Eo the oltput screen. 


DECBIN - converts decimal ASCII characters to binary. 


DESPEAY = controls the Display fwegqister fErom the 


EyeCom keyboard. 


DKIO - reads and writes data from a specified device. 


BeAot - elears the Alphanumeric, Graphic, or Picture 


Display on the EyeCom Keyboard. 


GETDEV - lookups and returns the currently assigned 


channel number of the device. 


GETPUT - gets or puts a Single pixel to or f£rom the 


picture display memory. 
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GRAPH - generates a bar or point graph with baseline 


in the EyeCom graphics refresh memory. 


Sevseckh = oWMemts a gray scale™ "width pixels wide to 


the channel specified. 


meatOoG = buULITdSs a Gouble-orecision histogram table 


EGOMmamSmecLeled rectangular picture window. 


INTR45 - linearly interpolates a fifth line of 
Pleareec sr rome rous Lines Of TaApuUt and 


olaces the output in a specified buffer. 


IOPAG - establishes input/output page which 1s common 
-HOuaQeumorogmanswdnGsaer tines. then fol lowing 
BeEGlsters- = COmmana/status,) Diselay, x, Y; Z, 
Setup, Zero, Range, Keyboard Data, Gray 
Value, Alphanumeric Status, Alphanumeric 
X and Y Address, Display Data, Red, Green, 


Prue eloecm digs rPrograme seatus- 


KBIO ~- EyeCom keyboard routine. 


LINE - draws a vector in the graphics display. 


MACROS - emulates PDP-1l hardware instructions. 


PARSE - processes an ASCII line filling a table with 
the device and file specification and assigns 


the values of Switches present. 
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Pre =somepues “over ure*enaracters to channel. 


PRODIG - reads the file on the channel and calculates 
a vertical profile averaged over many full 


Or partial columns. 


SAVRES - saves and restores registers. 


SCREEN = returns the maximum dimenSions of the screen 


and the visible column length. 


SELECT - accepts a keyboard character and jumps to 


the location specified in a address table. 


SETSZR - setups zero and range register. 
SUBSE — SUOSEILtUteS 256 new values for Z values. 
SWTSET ~- scans all dataset specifiers in the table. 


SYMBOLS ~ hardware register definition for EyeCom. 
Pie wgets data from the terminal disviay. 

MRICS =sceads/writes from the picture display memory. 
MGUteomwr i tesedatal to EyeCcom Picture Display .- 


TDSCL = outputs a gray scale “width" pixels wide 


Fo tme DOleture display. 


TVIO ~ digitizes a window from the High-Resolution 


Digitizer and outputs to the Picture Display. 


me or 
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ie, fie ODUCT LON 

All the material contained in Appendix B is’ referenced 
from Spatial Data System's EyeCom Handbook [9]. 

lnemEvecom SCams and reproduces pictures using a scan- 
ning system that is compatible with standard television. 
This system forms the operating basis of the displays and¢d 
agit. zers. The ‘'Scanner‘ shown and addressed in the fol- 
lowing sections is normally part of the original equinoment 
issued with the EyeCom by the manufacturer, Spatial Data. 
The EyeCom System in the Computer Laboratory does not have 
Gms Original Scanner but has the Vidicon television camera 
instead. Sinica Mernhis  Aowendix, details Soa tag | Data's 
hardware, the description of the basic operating principles 
of the EyeCom is for the original equipment. 


The major functional blocks of the EyeCom are shown in 


the System Diagram, Figure l. 
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Ze SseoNNER AND PICTURE DISPLAY 

The Vidicon television camera tube senses the light em- 
itted by the object to be digitized. A light image of the 
object is produced on the photosensitve face of the camera 
tube by an optical system containing an ordinary camera 
fences kn normal® use, “the image is stationary and the 
brightness at any point on the image is a function of an & 
and Y coordinate poSition on the tube face. INagewe orga — 
ness at that point is then defined as a third dimension, Z. 

mine Srightness, or Z-value, is converted into an electr- 
ical voltage (video signal) by repeatedly scanning the image 
with an exploring spot formed by the electron beam of the 
Bamera tube. This spot generates an electrical video signal 
which indicates the brightness at itS instantaneous’ posi- 
elon . The video signal is transmitted through a video am- 
Bimeerer chain to the display, where it controls the obright- 
ness of a reproducing spot formed by the CRT electron beam. 
The reproducing spot moves over the viewing screen in a path 
Similar to and synchronous with the exploring spot. The 
men odic Imam sDommreconstructs the brightness dystribution in 
the image area, both in magnitude (Z) and position (X,Y), 
and thus generates a television picture of the object. 

2 oC ann hiGmenecuracy 

The exploring spot formed by the electron gun scans 

the image on the camera tube face. Consequently, the size 
of the spot remains constant as it scans the image. In 


fact, the size does change slightly as it moves toward the 





edges of the picture. Since the spot size has a direct 
bearing on the scanner resolution, the EyeCom Scanner elec- 
tron optics are designed to minimize changes in spot size to 
produce a more uniform resolution over the entire image. 

The exploring spot was also assumed to move at a 
perfectly constant rate producing a linear scanning raster. 
imeeact, the electron optics introduces significant varia- 
tions that produce a nonlinear scan. Special compensating 
Circuits in the EyeCom Scanner correct the scanning rate to 
provide a linearity over four times better than normal 
television cameras. 

Ceemeenotometric Accuracy 

The ideal scanner produces a video signal that acr 
Ccurately represents the light values in any part of the inm- 
age. Practical scanners are limited by the total range of 
light values that can be sensed in the image. That is, the 
@eeto Of Maximum to minimum light value has a practical lim- 
Memeerererted to as the dynamic range. The dynamic range for 
the vidicon camera tube is 0.65, thereby giving the vidicon 
tube a range ratio of over 200:1. When the Scanner is used 
to scan photographic film, this value corresponds to an 
equivalent contrast range of 2.2D. The digitized values are 
also linearly related to light values measured on the densi- 
ty scale over the dynamic range. This is referred to as the 
photometric linearity of the scanner. The video amplifier 


of the EyeCom Scanner is designed to optimize resolution and 


Photometric linearity. 











Boehner aspect Of Photometric acctteacy is unilfommi- 
ty of response to light values over the entire image. For a 
constant illumination over the entire image, the scanner 
response should be the same. This should be true doth for 
the darkest and lightest usable illumination. The variation 
in response in these two cases is corrected by special cir- 
cuits in the EyeCom Scanner. 

Zoey ben S 

The EyeCom Scanner is supplied with a standard C- 
mount 25—-mm £/1.4 television camera lens that has sufficient 
Magmireication for usual applications. The magnification of 
the image as seen on the Picture Display is the product of 
the optical magnification of the lens system and the elec- 
tronic magnification of the camera tube image. The display 
screen is approximately 10 inches (25 cm) wide. Thus, the 
l3-mm wide image is magnified electronically by a factor of 
LOL 

204. Resolutrem 

The EyeCom samples 540 points across the image. 
Thus, the finest structure that can be represented by the 
digital data is 540 alternate bright and dark samples. An 
image containing finer structure may poroduce spurious pat- 
terns in the digital pixel data. However, the resolution of 
the EyeCom Scanner is purposely limited to avoid spurious 
patterns, thus allowing the system to produce digital data 


which accurately represents the image. 





Tne Fresollittionmof thesSeanner Stays within small 
limits over the entire image. Typically, the resolution de- 
creases or the spot size increases in the corners of the im- 
age to provide a camera resolution of 50% MTF (Modulation 
Transfer Function) of greater than 450 lines, only about 10% 
less than the central resolution of 500 lines. Relating 
resolution to spot size oe the camera image, 1l3-mm wide, 
the calculated spot size 1S approximately 30 microns at the 
ed@es and 25 microns at the center. Tieweesco to StEheretore 
changes size by 5 microns or 0.05% of the image height 
(10—-mm) . 

eee. LINear ity 

Because the path of the scanning spot differs from 
Bae ODEIMuUm by introducing a slight distortion in the pic- 
ture, the Scanner deflection system 1S designed so that the 
array of pixels can be adjusted a lite close to their ideal 
position, a rectangular-element grid 6540 pixels wide by 480 
lapeain) . The maximum error amounts to less than +1/2%3 of the 
image height for all pixels. 

The linearity is achieved by geometric correction 
waveforms. Adjustments are provided for horizontal, verti- 
cal, and corner linearity as well aS correction for pervden- 
emeUlarity GE Ehe forizonta!l and vertical deflections. 

2a iGag 

When the image on the EyeCom Scanner is’ Suddenly 

changed or moved, there 1S a finite time delay for the cam- 


era tube to accommodate to the new conditions. This lag has 


' F m 
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an effect on the operation only when the image is in motion. 
Rapidly moving objects leave a trailing image which may in- 


terfere with the analysis in some applications. 


See OFERATING MODES 
Sale linear Mode 
When the EyeCom is used in the linear mode, the 
[uaeo Slgnal is digitized’ into 256 equal steps. With the 


Vmenecon tube, the digital output value (Z) 1S expressed as: 


et (1) 


™N 
i 

A 
of 


wnere I is the image brightness and K 1S a proportionality 
Senstant. 
oe - LOgdeiode 
When the EyeCom is used in the logarithmic mode, 
Bie logam@lrnm of the video Signal is digitized in 255 equal 
Steps. These steps correspond to equal logarithmic inter- 
was (light ratios). The digital output 1s given by the 


iegarithm of equation (1): 


ho 


Nee oda 4 = LoguKn + y Log 1 ( 


Thus, gamma becomes a constant scale factor in the transfer 
Minectvomeayaustnie digital ouEpUE is proportional to log I. 


BEeoeEmoteograpnic Density 


: mE 





When the EyeCom is used to scan a photographic 
transparency illuminated by the ovotional Model 7OOLT Light 
ieee, the light from the Light Table is attenuated by the 
transmittance of the film. Transmittance (T) is expressed 
on a scale from zero (completely opaque) to one (completely 
Meamabarbent) and 1S given by the ratio of the light coming 
ma@ommeene fLiim (i) to the incident light from the Light Table 


Gio) as £Eollows: 


jive) 


The photographic density of a film is commonly used to meas-— 


ure the transmittance and 1s defined as: 


oO 
M 
}- 
O 
a 
ie 


The relationshio between light from the pdhotograph and pho- 


Bearabnlec density 1S found by Substituting (3) into (4): 


Dao ———— — Logi loo—-log. I (5) 


Equations (5) and (2) show in the logarithmic mode that the 
fiom ye Wels sc lreecery OLODOrtlOnal to log I and, there- 


Eom Suv eESo ll wpLODOtGELOnal to photographic density (D). 








Using the Model 7OOLT Light Table with black and white tran- 
Sparencies, the equivalent sensitivity of the standard vidi- 
con tube is approximately ASA 200 and an equivalent contrast 


mamee Of 2, 2D. 


4. Sie GENERATOR 

The signals for synchronizing the exploring spot on the 
Scanner and the reproducing spot on the display are pnroduced 
by the master clock and sync generator. These signals. and 
ethers are distributed throughout the EyeCom over the timing 
bus. All timing signals are derived from a master clock by 
means of digital counters that divide each line into 540 
Darts and count the lines through each frame. The instan- 
taneous digital values in the counters are placed on the 
timing: bus to provide the X and Y positions of the scanning 
Spot. These positions or addresses represent 307,200 points 
Rael ee seimeene picture: X=values range from 0 to 639 and 
Vovelues from 0 to 479 (Y=-values up to 511 are utilized in 


the output display refresh memory). 


9. SCANNER AMPLIFIER CHAIN 


Prior to digitization, the video signal is processed by 


a rae a 





the video amplifier chain which performs three functions for 
Sicmal CGomaitlOning. “Pirst;erewcorrects the signal to com- 
pensate for "shading", i.e., changes in sensitivity of the 
camera tube across the image plane. Second, it amplifies 
mmo signal, linearly or logarthmically, to provide the 
desired relation between image brightness and the digitized 
teavaiue. Third, it adjusts the sensitivity and offset of 
the video signal so that the digitized Z-values cover. the 
desired image brightness range. The display control con- 
tains the setup, the zero, and the range registers which to- 
Tamer es COMtrOl Ene Signal Conditioning circuits. The video 
Signal from the video amplifier chain reproduces the condi- 
tioned Scanner signal on the display screen when it is 


selected by the video mixer and switch. 


See OLGLITIZERS 

tae OMepiigneGrtewcne Yideo amplifier chain 1S digitized by 
the High-Resolution and Real-Time Digitizers. Data from the 
plom@eneSoluelon Digitizer 15 placed in the Z=register. The 
data bus provides computer access to the Z-register through 
Eiemimmerkace Gonmtroller. Tne data Erom the Real-Time Digi- 
Diz hegeeins eclestoc nlgh a rate for transfer directly to the 
computer; consequently, a special digitizer data bus 


transfers this data to the refresh memory. 





ron GRAPHICS AND PICTURE DISPLAY 

The video signal that produces the Graphics and Picture 
Displays is generated from the refresh memory. This solid- 
State random-access memory has the capability to store a 
eemelete digitized field. The refresh memory iS continuous- 
ly read in synchronism with the sync generator, pixel by 
pixel, 320 times along each line for every one of the 240 
lines, except when the data is being written. As the pixels 
are read, they are converted to graphics video signal which 
reproduces the stored picture on the display screen when 
selected by the video mixer and switch. 

The data in the refresh memory can be displayed in two 
ways as selected by the interface controller. In the Pic- 
ture Display mode, the 5 bits of each pixel are converted to 
a 32 level video signal that produces a picture on tne 
display screen with 32 levels of gray. In the Graphics 
Display mode, 4 bits of each pixel are converted to produce 
a 16 gray-level picture while the other bit overrides’ the 
Bpieture data te produce white graphics. Thus, line drawings 
and graphs can be Superimposed on the display withaut des- 
DPaOViIng time picttiire data. 

The Graphics and Picture Displays are produced by the 
video signal from the refresh memory. The memory 1s con- 
structed from refresh memory planes, Figure 2, which are 
designed to be continuously read in synchronism with the 
television scan. The digital data from the memory 1S con- 


verted to a video signal that modulates the intensity of the 





reproducing Spot (see System Diagram, Figure 1) and repro- 
duces the stored eee on the disnlay. 

Each memory plane has the capacity to refresh a Il-bit 
gray scale with a resolution of 320 pixels per horizontal 
scan line and up to 256 lines (240 lines are displayed, the 
other 16 may be displayed by scrolling the picture). Since 
a l-bit gray scale is either black or white, a single memory 
Dlane is used to produce the Graphics Display. four more 
memory planes are used in the EyeCom to produce the Picture 
Display which has a four-bit gray scale or 16 gray-levels. 
The graphics memory vlane may be switched under computer 
Somaeom SO tEnmat if forms a E£Lilfth, least-significant bit o€f 
eieeererure Display. In this latter mode of operation, 


there 1s no Graphics Disvlay and the Picture Display has 


twice the number of gray levels: 5 bits or 32 gray-levels. 








Figure 2. MEMORY PLANE ORGANIZATION 
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8. MEMORY PLANE ORGANIZATION 

BaAcMwIMenioOry Blane  CGontains four identical blocks of 
solid-state random access memory as shown in Figure 2. The 
Sem age Capacity of eden block is 540x320 bits contained in 
five integrated-circuit packages, 4096 bits per package. 

The blocks are organized into 64 columns and 64 Jlines, 
BEgure 2. The 64 lines correspond to the horizontal lines 
Miecne pDPleture. Each of the 564 columns contain 55-bit words 
which are either read or written in parallel. A serializer 
provides a high-speed l-bit output to refresh the display. 
An input and output switch provides 1-bit communication to 
eiemeata DUS fOr InpuE-OoUEDUE to the digital processor. The 
Switches and serializer are repeated for each of the four 
blocks in the memory plane. They are connected to provide a 
Sina te DUS £Or input and output to the digital processor and 
a Single high-speed video output. Simietanayees the S5=51 
page vel input | 1s connected to all £Eour Slocks. The input 
H@Geors the ClgGilElzed picture data from the Real-Time Digi- 
fzer.. 

Loe eMecmordanization indicates,.a Slt or pixel in the 
memory plane is addressed by block, line, column, and one of 


the bits. The structure of the address is as follows: 


a) TV line address (8 bits): 2 bits to designate 
ENC Oloecx and 5 b1lES wiEhin the Block; and, 
b) Pixel address across a TV line (9 bits): 6 


bits to designate the column and 3 bits to 
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SelrceEMoONe Or SyoltS im the memory board. 


Tenement sole times ace Provided to control writing, read- 
mie eiming, and refreshing the memory chips. The bits are 
Semertnuously read to produce the serial output data to re- 
fresh the display. Reading is momentarily stopped for 1.8 
microseconds when the processor writes a single bit. When a 
Greaneterzed picture is written into memory from the Real-Time 
Digitizer, reading stops while the memory is loaded during 
the scanning rate of 1/50 of a second at a data rate of 12.8 


megabits per second. 


Pee) ALPHANUMERIC DISPLAY 

The video signal that produces the Alphanumeric Display 
1S generated by the alphanumeric memory. This memory stores 
24 lines of $80 ASCII characters each. Recirculating in syn- 
chronism with the sync generator, the ASCII codes are 


sequentially converted to alphanumeric video signals by the 


character generator. 


Ome EREACE “CONTROLLER 


All EyeCom functions are controlled through the control 








Sous. Diomeonctrect onal olUS Eransmits Control signals to 
mierdloolays, Gligitizers, and registers from the interface 
controller. It also sends status signals from the EyeCom 
internal units to the interface controller. Data is 
transmitted throughout the EyeCom on the data bus which 
transfers picture data to and from the alphanumeric memory, 
the refresh memory, and the High-Resolution Digitizer. The 
pixel Locatiom or address for the High=Resolution Digitizer 
and refresh memory is also transmitted through the data Dus 
Bertne A and Y registers. 

The interface controller connects the computer data bus, 
Emo, tne Unilbus of the PDP=-11/50, to the control and data 
buses so that the comvouter program has complete control of 
the EyeCom and access to the picture data. The LA~30 Dec- 
wrlter Keyboard connects independently to the interface con- 


Eieoller. 


ieee JOYS Lia 

TMiewdoy seven ama Joystick Control generate video for the 
Joystick Cursor which is displayed on the display screen 
under control of the video mixer and switch. The sync gen- 


Saaeom —cCOUmEeGemecontaIn the instantaneous X-Y address of the 


BepiEOduciting Sper on 1ehesdispl ay . 











Figure 3. REGISTER FORMATS 





REGISTER ADORESS' FORMAT’ 


1S aod 11108 87 66 68 64 2 lO 


_ofudatey {fet fofe [ofa 
DOShoE 


10 BITS 0-639 

















COMMANO/STATUS 764 200 








OISPLAY 764 202 


764 204 


764 206 9 BITS 0-479 


764 210 8 BITS 0-255 








764 212 8 BITS 0-255 







ZEAO 764 214 8 BITS 0-255 







RANGE 764 216 6 BITS 0-63 









KEYBOARO STATUS 764 220 






KEYBOARO OATA 
[REAO ONLY| 





764 222 







A-N STATUS 764 224 






A-W OATA 
[WRITE ONLY] 





764 226 


AIGHT BYTE e 7 BITS 0-79 
La 5 BITS 0-23 LEFT BYTE 














A-W X AQORESS 764 230 















A-W Y AOORESS 





764 231 





764 232 


764 234 


DISPLAY DATA 764 236 





NOTES 1 — Addresses in Octal . 
2 — See Text for key to symbols 
J — Expandable io esser significant Oris lor optional extra reiresh memory 
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ize CONTROL AND DATA REGISTERS 

The EyeCom is programmed through the fifteen registers 
Shown in the System Diagram, Figure 1, and listed in Figure 
fee the standard interface controller provides control of 
the EyeCom from Digital Equipment Corporation PDP-11/50. 

The PwP=!l750 controller™eonnects directly to the Unibus 
(input-output bus) and operates as a standard I/O device us- 
ing the addresses shown in Figure 3 for each of the EyeCom 
registers. The EyeCom digitizers and displays are con- 
trolled through the registers as described in the following 
sections: 

12.1. Command/Status Register 

This register initiates the execution of all 
functions of the EyeCom. The command 1s executed as soon as 
the command register is loaded from the computer by a "MOVE" 
instruction. Commands that require significant time for ex- 
ecution provide an interrupt on completion if the avpropvri- 
FecmelicenGuptmenanlhe Dit 1S S€t in the command register or, 
in the case of the Keyboard and Alphanumeric Display, their 
Status registers. With certain exceptions, a single bit in 
the command register is set corresponding to the function 
miat ls tombe inttiated., Wo more than one function can be 
imgtiated at one time. Certain auxilliary bits are set 
along with the command bits to provide modified commands 
such aS increment and interrupt enable. The command/status 


register may be read to indicate the status of the EyeCom. 


RI : 2. 





ie Display Register 
Any one or more of the five EyeCom displays can 
be shown under the control of the display register. This 
register also controls whether the video from the Scanner is 
to be processed linearly or logarithmically. Any combina- 
tion of bits may be set to superimpose the displays. 
h2a5. Ae orand 2 Registers 
The address of the pixel to be digitized by the 
High-Resolution Digitizer or loaded into the refresh memory 
Mmencomtained in the X and Y registers. The Z-EBlgrsear Seon 
tains the digitized data from the High-Resolution Digitizer. 
The Z-register is loaded with data from the computer when 
Miestittlng data to the Picture Display. 
12.4. Setup, Zero, and Range Registers 
These three registers control the video amplifier 
chain for the proper black reference level and the desired 
Zeco and range of the digitization. The proper use of these 
registers is described in the Calibration Section (13). 
12.5. Keyboard Status and Data Registers 
The Keyboard data register is loaded when a key 
is depressed. Each key generates the standard 7-bit ASCII 
code for each character, upper and lower caSe. 
12.6. Alphanumeric Registers 
BOoOUGeGegiscters Control the Alohanumeric Display. 
PeeWee teem ataecer iG automatically written when 1t is 
Peeded@intosthe data register. The 6—bit ASCII code speci- 


fies capital letters, numerals, and special characters. The 


ee iy | 





Beotelom of Ene Characters to be written is provided by the 
X-Y address which 1S contained in two bytes of the same 
word. The X-Y address is incremented after each character 
is written. Each character is written into the alphanumeric 
refresh memory and displayed immediately after the data _ re- 
gister is loaded. 
im ordpares Data Register 

The data for the Picture and Graphics Displays is 
loaded in this register. Five refresh memory planes are 
Pmovraecdewlthin Emme EyeCom. The four most significant bits 
Grive the Picture Display. The least Significant bit drives 


the Graphics Display. 


mn CALIBRATION 

The relationship between the digitized Z-values and the 
brightness of the image is adjustable and can be calibrated 
USing Standard light sources or optical density tablets. 
The adjustments are made under program control using the 
setup, zero, and range registers. These registers control 
the video amplifier chain to produce the proper video signal 


for the digitizers as follows: 


Due mrencmalaitaleyvalue, O to 255, in this register 
sets the proper black level of the Scanner signal to produce 


linear operation of the amplifier chain in the linear mode 


= = 





pime@mecenrrect logarithmic operation in the log mode. 


Ae Oewuine Vallee ro this register, 0 to 255, determines 
the video level corresponding to a digitized Z-value of 


Ze Ger 


RoOlGEee Ene value in this register, 0 to 63, determines 
the range of video levels covering the span from a Z-value 


Qe 2zero to a Z=value of 255. 


The setup register is adjusted by first providing a 
memeckKe picture from the Scanner by capping the lens. A com- 
puter program is then used to repeatedly digitize a 
representative sample of pixels on the image in the linear 
mode and with the normal values in the zero and range regis- 
Pomc 0) to 63, Gpespectivyely. After each digitization, the 
Setup register is loaded with a new number until the aver- 
aged digitized Z-values lie near zero. The black level is 
then properly established. The black level is determined in 
part by the dark video signal from the Scanner camera tube 
and can change with temperature of the tube. Tne setup pro- 
gram is usually run prior to each digitization to insure the 
correct setting. 

Having established the black level by means of the setup 
register and the brightest white level by the Scanner £- 
Stop, the zero and range registers may now be changed to di- 
gitize only that portion of the image gray scale of interest 


to the user. The zero Z-value may be raised to any point on 
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the video signal by loading the zero register with the ap- 
propriate value. The zero Z-value position referred to as 
normal Z-value scale is given by the zero register value. 
When the zero register value is raised, the range regis- 
ter value is usually reduced to bring the 255 Z-value level 
within the range of normal Z-values. When the range regis- 
ter 1s at the minimum value, zero, the range of Z-values are 
compressed and correspond to a range of 51 on the normal 2Z- 
value scale. ThemenewmeZzeGOu 4O, and full scale, Z2(255), 
values expressed on the normal Z-value scale is given by the 


formulas: 


ZO = value in Zero Register 


me) wom ol + (204753) R 


where Ris the value of the range register, 0 to 53, stored 
Meee Nkam-Oorder 6 bLtS of the 8@-bit register. 

The setup programs use the Joystick Cursor to point out 
the brightest and darkest image areas of interest. The zero 
and range registers are set with correct values to place the 
darkest aréa at a Z-value of zero and the brightest area at 
a Z-value of 255. When this program 1s used with standard 
bright and dark references, then the relationship between 


Z-value and brightness 1s established providing calibration 


of the digitized values. 








Poe OLGkT I ZUG THE PECTURE 

As described earlier, the syne generator contains digi- 
Per counting elretits for dividing each scan line into 440 
parts and counts 480 lines in each frame. The instantaneous 
digital values representing the X and Y position of the 
scanning spot are available to the digitizer control on the 
Pminge Ous . The instantaneous voltage from the video am- 
plifier chain represents the brightness of the image at each 
MeweenoSi Clon. This brightness value is sampled and digi- 
miZcameye the High-Resolution Digitizer under computer con- 
Erol . 

The X-register and Y-register are loaded from the data 
bus with the location of the pixel to be sampled and digi- 
tized. The X and Y registers are continuously compared with 
the spot poSition as provided by the sync generator counters 
Sm, Ehem@elming dus. When the scanning spot reaches’ the 
Stored X-Y address, that is, the desired position, the ad- 
dresS comparator issues a sample pulse to the Bae) ai 
Pesoliitton Digitizer. Commands to sample and digitize a 
pixel are received by the digitizer control from the inter- 
face controller through the control bus. The sampled video 
is digitized into an 8-bit Z-value and stored in the Z- 
register where it can be accessed by the computer through 
G@me comtroller. 

14.1. Normal Mode 

The television picture is digitized as follows. 


The digital computer under program control first loads the 





W-reqister and then the Y-=register with the picture location 
to be digitized. ive computer then “tssues “an output in- 
Heat lon to transfer a digitize command to the digitizer 
control which activates the busy signal and tells the con- 
Eeoller that the digitizing sequence is in process. When 


the scanning spot reaches the X-Y position, a sample pulse 


Membascued and the pixel is digitized. The Z-value is placed 
in the Z-register. The buUSyY Signal is then reset and the 
computer interrupt is_- set. The computer  progran now 


transfers the Z-value to computer storage, completing digit- 
ization of the pixel. Subsequent Z-values can be immediate- 
ly accessed and digitized by repeating the above sequence 
with different X-Y addresses. 

14.2. Sample and Increment Mode 

The computer places the EyeCom in this mode by a 

modified digitize command which also initiates ae Glee |gnie lez 
ing sequence. The sequence is identical to the normal mode 
described previously, except that the X-Y¥ address registers 
are incremented after every Z-value is obtained. Tee = 
register 1S incremented first causing the next address to 
fall two pixel locations vertically below the previously di- 
gitized pixel. Because the Scanning lines are interlaced, 
this location is reached by the scanning spot during the 
next horizontal line perlod. 

When digitize and increment commands are issued repdeat- 
edly, all even-numbered pixels in a vertical line are first 


digitized followed by all odd-numbered pixels. After a con- 





plete vertical line is sampled, the X-register is automati- 
cally incremented and another vertical line of pixels digi- 
Erzed. ie eiicmevay alilMenerorxels in the image are digi- 
mized at 15,750 pixels per second. 
fio POPGItizer Cursor 

When the spot position from the syne generator. 
eempares Wlth the X=-yY address, the digitizer control gen- 
erates a video signal that intensifies the television 
G@msplay spot. This produces a bright cursor showing the X-¥ 
location on the picture. Every time the computer changes 
the AX-Y address, this Digitizer Cursor apvears to move 
Besoss tme DIicCEUre to a new Location. If digitize commands 
are given with each X-Y address, the Digitizer Cursor shows 
the points being digitized and serves as a monitor of the 
Higgimim@am operbatlonm. LE the computer only outputs the X-¥% ad- 
dresses, the cursor will move under computer control to 


"draw" reference lines and points. The vorogram can provide 


Simole Graenical information to the user in this manner. 








APPENDIX C 


RAMTEK PSEUDOCOLOR PROGRAM 


/* Program to display a RSX-11M Picture File on the Ramtek 
Color Raster Scan Display using Pseudocolor by assigning a 
unique color to each of the possible sixteen gray-levels of 


peeeixel. 9 */ 


main() { 


hobo noliea, 6, irot ,Mask,* plc; 
Siemens ita joule 240] (2)%01,02,038;,04, *Etile; 


2 lie ene ee 


ramtek (); 


erase(); 


Ieee COLOR LOOKUP TABLE */ 


aldt—ter1ole( 00-00 ,00):; J 7 SUA K 
aflj=triple(15,00,08); Te TEOGEY 
a | eetone (04,00, 12); //PURPLE 
Siledisteree 5 ,00,15)- / /MAGNETA 
ate | ero len 2,04 , 15); V/PUCE 
Ala oemeo le 0s 708 , 15); //PINK 
Peo eerole (00,00, 15); //RED 
im eatole (00, 12,15); / /ORANGE 





ane seats ple (0 04,1 5-15); V7 Ce ew 


anol eaole (00 > 70s ).- //LELLOW-GREEN 
ae Ol =errore (00715 00); //GREEN 
Set =taele( >, 08,00). //GREEN-BLUE 
Se Z| =r iple(0s ,1s 7,00). //BLUE-GREEN 
AS See vee (15,15, 00): , (EVAN 
altoat=teiple( 15,00, 00); //3LUE 
Aout Lobe) 56 57.1'5) //WHITS 

is PoadmcOlen sLOOKMIPatTABLE — */7 


alert at Oa) 


Via SA aneo non TABI | */ 


ole) Ihreyie fe {IL 


/* Access EyeCom Picture File #*/ 
file = “pic.rsx"; 
/* Open UNIX Picture File */ 


Dre-wowen (file ,0) ; 


Jos Set Complex Data Mode */ 


setmode(3,0); 


mask = 0017; 


Sear Ovsn)- 








Vas Pack Picture File */ 


for (blk=0; b1k<540; bl k=b1k+4) 
{ 
read (pf,&1in,2048); 
for (}=0;4<480; 4=4+2) 
{ 
mM = 3/72; 
pl = (in[0] [3] &mask) <<4; 
p2 = in{1l][j] &mask; 
Sueno | =p. hoe 
03 = (in[{2] [3] &mask) <<4; 
m4 = in[{3][j] &mask; 


out{[n] [1] = p31p4; 


Mos Sveeu@mracxed Picture File To RAMTEK  */ 


Sita Cyn 3, OO); 
EoOMmc=OsKkK<24a0-k +4) 
{ 


Gata Gsout tk) y2); 


eae xt. 5 
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